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Abstract
Paralysis or loss of strength resulting from stroke requires patients to undergo extensive reha-
bilitation therapy. It is known that intensive therapy contributes significantly to recovery, but as
the number of surviving stroke patients increases, it is difficult for clinics to provide patients with
the optimal level of therapy. Robotic devices for wrist rehabilitation have been developed to lessen
these problems, but at the moment they are physically large and must be used within a clinical
setting. More benefit could be obtained if the devices were portable, so that they could be used by
the patients on a daily basis. To reduce the size of these devices, other means of actuation need
to be considered, as currently DC motors and the required transmission are too large and heavy.
Dielectric elastomer actuators (DEAs) may provide a solution to the actuation problem.
The focus of this thesis was to compare DC motors with DEAs for use in a wearable wrist
exoskeleton to assist with stroke rehabilitation. A simple setup of the forearm, wrist, and hand
was developed for testing DC motors and DEAs. For testing the DC motors, kinematic and
dynamic models of the arm were created to develop an inverse dynamics controller used to control
the movement of the hand. DEAs were fabricated and tested to determine their capabilities in
terms of force and range of motion. Based on the data collected, an electromechanical model was
optimized to characterize the behavior of the DEAs.
The results show that a single DEA strip of reasonable dimensions is not capable of providing
the force or range of motion required for a wearable wrist exoskeleton. Future work can be done
to improve DEA design so that they may actuate a wearable wrist exoskeleton or could also be
considered for use in other wearable rehabilitation devices.
Keywords: dielectric elastomer actuator, electroactive polymer, exoskeleton, rehabilitation, stroke.
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Chapter 1
Introduction
Stroke is a leading cause for long-term disability in the United States. Approximately 795,000
people suffer a stroke each year in the United States, which resulted in a combined direct and
indirect cost of approximately $68.9 billion in 2009 [4], and it was estimated that 405,000 Canadians
were experiencing the effects of a stroke in 2013 [5]. A stroke is caused by a disturbance of blood
supply to the brain. This disturbance can be from a lack of blood caused by a blood clot or
from internal bleeding in the brain. Stroke results in damage to cortical tissue, which leads
to reduced or absent motor control in the upper limbs [6]. Following a stroke, up to 75% of
survivors become mentally or physically disabled [7] and require rehabilitation to regain control
of the affected side of their body. By undergoing rehabilitation, stroke patients are able to regain
some or all motor function due to neural plasticity. Unfortunately, the rehabilitation process is
intensive and expensive and many patients have difficulties complying with the required protocol.
By not performing the required exercises, motor function in the affected limb does not improve.
Technological advances that can provide daily therapy may provide a solution to these problems.
1.1 Motivation
Classical rehabilitation usually involves asking the patient perform task-oriented repetitive mo-
tions to improve muscle strength and coordination [8]. The effectiveness of the rehabilitation is
dependent on the duration and intensity of the exercises, and the effort put forth by the patient.
1
1.2 General Problem Statement 2
In traditional rehabilitation, the therapist assists the patient with the required exercises, which
are labour intensive for the therapists. This increases the cost and can cause the duration of the
exercises to be shorter than they should be [9]. The use of robotics in rehabilitation has been
growing to help counteract these problems [10] by providing consistent movements that mimic
what the therapist would do to assist and guide the patient’s limbs during exercises.
However, most robotic devices developed for rehabilitation are required to be used in a clinic.
Ideally, a rehabilitation device would be wearable and portable so that patients can take the device
home to assist with their rehabilitation exercises. Unfortunately, the actuators and transmission
required to actuate the devices make them large and heavy, such that they can only be used in a
clinical setting. Work has been done to reduce their size and weight to improve their portability.
For this, other methods of actuation need to be considered to reduce their weight and size.
1.2 General Problem Statement
A majority of stroke patients suffer from hemiparesis, a weakness on one side of their body. The
patients can undergo rehabilitation to improve their condition, but it is time consuming and tiring
for both the patient and the therapist, and requires the patient to attend a clinic multiple times
a week. Robotic devices have been developed that are able to assist with rehabilitation [11], but
the actuation and transmission for these devices are large and heavy.
This work proposes that methods of actuation other than DC motors should be considered
to reduce the size of wearable wrist exoskeletons. One possible actuator to do this is a dielectric
elastomer actuator (DEA).
1.3 Research Objectives
The main goal of this thesis is to compare the actuation of DEAs and DC motors for wrist
rehabilitation exoskeletons. To achieve this goal, work has been done towards implementing DC
motors for a wearable wrist exoskeleton to evaluate their performance, and designing and building
DEAs to be used for a wearable wrist exoskeleton and evaluating their performance.
To evaluate DC motors for a wearable wrist exoskeleton, the objectives were the following:
1.4 Overview of the Thesis 3
• Identify specifications for a model of the arm for testing the actuators.
• Develop a kinematic and dynamic model of the arm.
• Design and build a device to test the use of DC motors for a wearable wrist exoskeleton.
• Design a controller for the device.
• Evaluate the performance of DC motors for providing wrist flexion–extension and ulnar–
radial deviation.
To evaluate DEAs for a wearable wrist exoskeleton, the objectives were the following:
• Determine a method for fabricating DEAs.
• Determine an appropriate size and shape of the DEAs for a wrist rehabilitation device
• Evaluate the force and range of motion that the DEAs are capable of providing.
• Optimize a model for DEAs based on the data collected from the experiment.
Once all those objectives have been completed, the performance of DC motors and DEAs for
use in a wearable wrist exoskeleton can be compared.
1.4 Overview of the Thesis
Chapter 2 Literature Review: A review of wrist rehabilitation methods, devices that have
been developed to assist with wrist rehabilitation, and a review of electroactive
polymers with a focus on dielectric elastomers.
Chapter 3 Electric Motor Design and Testing Setup: Includes the design of an arm for testing,
the design for testing motors for wrist rehabilitation, determining the kinematics
and dynamics of the arm, and designing a controller for the motor setup. This
chapter also includes an evaluation and discussion of using an IMU for getting
joint positions and an evaluation and discussion on the use of the motors for wrist
rehabilitation.
1.4 Overview of the Thesis 4
Chapter 4 DEA Development: This chapter includes the design of the setup for testing the
DEAs, and details the process for fabricating the DEA. Also, the DEAs are eval-
uated, discussed, and an electromechanical model is fitted to the data.
Chapter 5 Conclusions and Future Work: Highlights the contributions of this work and pro-
poses ideas for future work.
Appendix A Code Used: MATLAB code used for calculating the kinematics and dynamics of
the arm.
Appendix B Data Sheets: Includes the data sheet for the motors used in Chapter 3.
Appendix C Permissions: Includes permission to use a figure in Chapter 2.
Chapter 2
Literature Review
This chapter presents a review of literature in the areas of wrist biomechanics, current rehabilitation
methods, prior art in robotic rehabilitation devices, and smart material actuators. By reviewing
the literature, design requirements for a wrist rehabilitation device were developed. Literature
was searched for using Google Scholar between the time of January 2015 to July 2017. The
keywords used for the searches included dielectric elastomer actuators, electroactive polymers,
wrist rehabilitation devices, dielectric elastomer actuator electrodes, stroke rehabilitation, wrist
rehabilitation, rehabilitation devices, wrist biomechanics, wrist anatomy, and a combination of
some of those keywords. A total of 211 papers resulted of which 80 were relevant.
2.1 Wrist Rehabilitation
Most people who suffer a stroke will also suffer from weakness or partial paralysis on one side of
their body, which is caused by cell death in the affected region of the brain and cell dysfunction
around that area [12, 13]. This weakness or partial paralysis can make activities of daily living
difficult to nearly impossible for the patient to perform by themselves depending on the severity
of the stroke. Fortunately, most patients are capable of regaining some motor function due to the
neuroplasticity of the brain—the brain’s ability to form new neural connections [12,14]. These new
neural connections can be formed through the use of different methods of rehabilitation. Some
patients can also suffer from spasticity, which is where some muscles are continuously contracted
5
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[15]. Spasticity can affect the patients’ movement, their range of motion and, depending on the
severity of the spasticity, it can be painful. To recover fully following a stroke, rehabilitation
therapy is required, as outlined in the following section.
2.1.1 Methods of Wrist Rehabilitation
Rehabilitation between patients varies depending on the severity and location of the stroke, but
treatment that involves physical therapy and occupational therapy is usually recommended [16].
Both the physical therapist and the occupational therapist aim to improve motor and sensory
abilities, which can include increasing the range of motions, strengthening the muscles, improving
motor coordination, and to teach the patient strategies for activities of daily living.
Therapy provided to the patient should begin as soon as the patient is stable and capable of
beginning because early intervention has a significant positive effect on recovery [17, 18]. In the
early stage of therapy, the therapist will move a joint in one degree of freedom by putting the
patient in a safe sitting or lying position, and carefully applying a force to the limb to move it
through the patient’s range of motion. For the wrist, the therapist would move the patient’s hand
through flexion–extension and ulnar–radial deviation. Next the therapist will have the patient try
to actuate a joint through a motion while the therapist assists the patient to perform the motion
as needed. As the patient’s motor control improves, the therapist will decrease the assistance
provided. If the patient is capable of actuating the joint on their own, the therapist will then
have them perform the motions on their own and will add some resistance to the movement as the
patient’s strength and motor control improves.
If the patient is capable of some movement with the affected limb, an effective method of
rehabilitation is doing task-oriented exercises [19, 20]. Usually this involves tasks that would
normally be performed during their daily life, such as opening a jar, or picking up and putting
down an item. The therapist would choose the task to be done based on the patient’s current level
of motor function. These exercises can be done with assistance from a helper or device, or they
can be done with no assistance if the patient is capable.
Therapy is often done in either an inpatient facility, outpatient facility, or at home. Details of
these are as follows:
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Inpatient Facility
An inpatient facility is a facility that is either part of a hospital or freestanding that a patient
will stay for usually 2 to 4 weeks to receive intensive rehabilitation. Inpatient facilities have a
large range of medical staff that makes it easier for patients to receive everything they need for
rehabilitation. The Canadian Best Practices for Stroke Care recommends that patients at an
inpatient facility receive at least 3 hours per day and 5 days per week of active rehabilitation [21].
Outpatient Facility
Similar to the inpatient facility, an outpatient facility can be part of a hospital or be freestanding
with a large range of medical staff. The Canadian Best Practices for Stroke Care recommends that
patients receive active therapy from the facility for 45 minutes to 3 hours per day for 3 to 5 days
per week [21].
Home-Based Rehabilitation
Some patients may choose or need to receive therapy at home. Patients receiving therapy at
home should also receive active therapy from the facility for 45 minutes to 3 hours per day for 3
to 5 days per week [21].
There is an increase in demand for physiotherapy due to lower stroke mortality rates, and
an increase in the aging population [11]. Unfortunately there are not enough physiotherapists to
provide everyone the required amount of rehabilitation. In Ontario, only 43.3 % of patients receive
stroke unit care [22]. Part of the problem is that the rehabilitation is tiring and time consuming
for the therapist and other methods of rehabilitation need to be considered.
2.2 State of the Art in Rehabilitation Devices
Due to the difficulties encountered in current stroke rehabilitation, it would be beneficial to consider
other methods that use similar techniques and overcome some or all of the current difficulties. In
recent years, researchers have been developing mechatronic devices to assist during rehabilitation
of joints. By implementing robotics, it is possible to improve some aspects of the rehabilitation
procedure as well as to allow for more possibilities in therapeutic treatments.
The following sections outline the existing solutions categorized according to the components
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Device Sensor(s) Controls
EXOWRIST [23] Linear flex sensor for angular dis-
placement and proportional pres-
sure regulator to measure the
pressure of compressed air
PID controller
3-DOF Self-Aligning
Exoskeleton [24]
Force sensors to measure torque
and potentiometers to measure
position
N/A
Cable-Driven Wrist
Robotic Rehabilitor
(CDWRR)
Orientation sensors and encoders Closed-loop control with joint
angle feedback
Articulated Rehabilita-
tion Robot [25]
Potentiometer, motor encoder,
EMG, and force sensors
Has 4 modes: PID controller,
impedance controller, EMG-
trigger, and a switch
RUPERT [26] Potentiometer, and inertia sen-
sors
N/A
Wrist Gimbal [27] Encoders P controller and PD controller
Upper Limb Exoskele-
ton Powered via Pneu-
matic Electric Hybrid
Actuators [28]
Force Sensors Torque based feed-forward con-
trol for gravity compensation
RiceWrist-S [8] Encoders PD controller, impedance con-
troller, and a modified adaptive
controller [29,30]
Table 2.1: Sensors and controls in rehabilitation devices.
of a mechatronic system: sensors, control systems, and actuators.
2.2.1 Sensing and Control Methods
2.2.1.1 Sensors
A sensor is a device that measures a physical property then records and/or displays it in some way.
The sensors required for a wearable wrist rehabilitation device are going to depend on the physical
constraints of the device, and the signals required for the controller. The types of signals that
might be needed for the controller are kinematic, dynamic, and EMG signals. Kinematic signals
are the signals related to the position, velocity, and acceleration of the joints. Dynamic signals are
signals related to the force, and torque at the joints [9]. Systems needing the joint position most
often use rotary encoders or potentiometers attached at the joint and/or on the motor shaft, such
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as in the devices [8,24–27] shown in Table 2.1. Another sensor often used for position is an inertial
measurement unit (IMU), which measures acceleration forces, angular rate. Some IMUs measure
magnetic field as well.
2.2.1.2 Control Methods
The control system manages the behaviour of the rehabilitation devices. The control system used
for wrist exoskeleton devices will depend on the task that the device is being used for. Most
of the devices in Table 2.1 have used a PID controller for trajectory control of each joint in
the exoskeleton. The PID controller is used often because it is simple and easy to implement.
For rehabilitation, the PID would likely be used as a low level controller in the control system.
More complex control systems are dynamic model control systems. The dynamic model treats
the limb as a mechanical system with rigid links and rotational joints in which the model will
predict the torque generated from inertial, gravitational, centrifugal, and Coriolis effects [31]. The
dynamic model can then be used for control systems such as an inverse dynamics controller for
joint trajectory control, or an impedance controller [25] for a force interaction controller. Another
type of model based controller is one that uses a muscle model. A muscle model based control
system predicts the torque generated at a joint based on the muscle activation signals [32].
2.2.2 Actuation and Transmission Systems
The main requirement of the actuation systems is to be able to supply the required forces re-
peatedly and efficiently. A summary of the actuators that have been used for wrist rehabilitation
devices is presented in Table 2.2. Actuators that have been used in wrist rehabilitation devices
include electromagnetic motors [8,9,24,25,27,33–37], and pneumatic actuators [23,26] where elec-
tromagnetic motors are used much more often than other types of actuation. In rehabilitation
devices for other joints, other types of actuation have been used such as hydraulic [38], shape
memory alloys [39], electroactive polymers [40,41], and electrorheological fluids [42].
Most upper-arm rehabilitation devices use DC motors for actuation because they are precise
and easy to obtain. A majority of researchers have used brush DC motors over brushless DC
motors. Brush DC motors are generally less expensive, they are reliable, and they are easier to
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Device Name Actuation Transmission Torque
3-DOF Self-
Aligning Ex-
oskeleton [24]
3 Brush DC Mo-
tors
A geared differential
drive mechanism and
gearheads
0.15 Nm
Cable-Driven
Wrist Robotic
Rehabilitator [33]
4 Brush DC Mo-
tors
Cable transmission. 4
motors driving cables
winded by winch
N/A
RUPERT [26] McKibben Pneu-
matic Actuator
Direct drive Shoulder, Elbow, and
Wrist FE: 15Nm; Fore-
arm PS: 3 Nm
Ricewrist-S [8] 2 Brush Motors
and 1 Brushless
DC Motor
Cable drive used for FE
and UR deviation. Di-
rect drive used for PS
Wrist FE: 2.805 Nm;
UR Deviation: 1.058
Nm; Forearm PS: 1.68
Nm
Articulated
Rehabilitation
Robot [25]
DC Motors Motors with attached
gearheads are attached
directly to the joint
N/A
InMotion
Wrist [9]
3 Brushless DC
Motors
Uses a geared differen-
tial drive mechanism
N/A
Wrist Gimbal [27] 3 Brush DC Mo-
tors
Cable and pulley Wrist FE and UR De-
viation: 1.77 Nm; Fore-
arm PS: 2.87 Nm
MAHI EXO II
[43,44]
6 Brushless DC
Motors
Cable drive mechanism Elbow FE: 7.35 Nm;
Forearm PS: 2.75 Nm;
Wrist FE and UR devi-
ation: 1.45 Nm
Gopura and
Kiguchi Exoskele-
ton [34]
RH Mini Series
Harmonic Drive
Servo Motors
Geared transmission Wrist FE and UR De-
viation: 0.58 Nm; Fore-
arm PS: 4.2 Nm
Wrist Rotation
Robot [35]
Brushless DC
Motor
Planetary gearhead Forearm PS: 4.65 Nm
ETS-MARSE [36] Brushless DC
Motor
Harmonic drive gearbox Wrist FE and UR Devi-
ation, and Forearm PS:
5 Nm
Compact Wrist
Rehabilitation
Robot [37]
DC Servomotor N/A N/A
EXOWRIST [23] Pneumatic Air
Muscle
Direct drive N/A
Pneumatic-
Electric Hybrid
Actuator [28]
Pneumatic Air
Muscles and
Brushless DC
Motor
Low Reduction gear and
Bowden Cables
Shoulder Flexion–
Extension: 100Nm;
Elbow FE: 76 Nm
SMA driven ex-
oskeleton [45]
Shape Memory
Alloy Actuators
Cable and Pulleys N/A
Table 2.2: Actuation and transmissions in wrist rehabilitation devices. FE: flexion–extension, UR:
ulnar–radial, PS: pronation–supination.
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control than brushless motors. Brushless DC motors are generally more accurate for positioning,
they are more efficient, low noise, and have a better speed/torque trade-off. The disadvantage
for all DC motors is that they require mechanical coupling and transmission, which will greatly
increase the weight. To avoid this, some researchers have tried using pneumatic actuators. The
power to weight ratio in pneumatic actuators is much greater than electronic motors and they can
usually be attached directly to where you need the force applied, which makes this very appealing.
Unfortunately, the pneumatic actuators require a pressure source, which will be heavy and loud.
Shape memory alloy actuators have been implemented for a wrist and forearm exoskeleton but the
actuators required cooling, which was difficult to achieve as part of an exoskeleton [45].
The methods of transmissions used include gears or cables, or they are directly attached to
the joint. Direct drive can be beneficial because it is simple and reduces the total size of the
device, however, for the purpose of wrist rehabilitation, having an actuator at the wrist would be
inconvenient and may also increase the moment at the elbow and shoulder compared to when the
actuator was attached closer to the elbow. Gearheads are effective because they can increase the
torque with a compact box, although, it is necessary to account for backlash from the gears, as
well as the losses due to friction in the gears. Two of the devices [9, 24] use a geared differential
drive mechanism, which is used to allow two motors to work together for the flexion–extension
and radial–ulnar deviation of the wrist. This allows the torque required from both motors to be
reduced by nearly half (there will be losses in the mechanisms) compared to having one motor.
There is also a similar mechanism that uses cables instead of gears, which has been used in an
elbow rehabilitation device for elbow flexion–extension and forearm pronation–supination [46].
2.2.3 Other Considerations
Apart from the sensors, actuators, and control system, the overall configuration of the devices
has to be considered. Two different ways to categorize the wrist rehabilitation devices is through
exoskeleton vs. end-effector, and grounded vs. ungrounded as shown in Table 2.3. An exoskeleton
based robot has a structure similar to the human body part it is actuating, and also has the joints of
the robot aligned with the human joints, allowing the device to actuate each joint individually [8].
In contrast, the end-effector based robot is a robot that will only apply force at one point to move
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one or more joints.
Grounded devices are those that are attached to the ground, table, or wall, whereas ungrounded
means that the device is not attached to anything but to the user (excluding cables). A majority of
the devices listed in Table 2.3 are grounded because of the constraints required for an ungrounded
device. An ungrounded device is required to be lightweight so that the user can support it, and it
also needs to be small and unobtrusive so that it does not limit the movement of the user.
The summary presented below, shows that truly wearable and portable devices that could be
used for home rehabilitation are lacking. Although the weight of the devices is often not reported,
the fact that DC motors are used indicates that their weight would be too high for use as a wearable
device. A possible solution to this problem is through the incorporation of smart materials into
novel actuation systems. In particular, this thesis aims to explore the use of a special kind of
material, called electroactive polymers (EAPs).
2.3 Electroactive Polymers
Electroactive polymers (EAPs) are lightweight, low cost polymers that generate a mechanical
motion in reaction to an electric field allowing them to be used as actuators [48, 49]. One type is
also capable of generating an electrical voltage when deformed making them possible to be used
as sensors or generators [50].
2.3.1 Types of EAPs
There are two different categories of EAPs: ionic and electronic. Ionic EAPs are actuated by
a displacement of ions and often causes a bending motion. Electronic EAPs are actuated by
electrostatic forces between the two electrodes causing expansion in the planar direction [49]. A
comparison of ionic and electronic EAPs is shown in Table 2.4.
2.3.2 Dielectric Elastomer Actuators
Dielectric elastomers are a type of electronic EAP. The main components of the dielectric elastomer
is a polymer film that is soft and a good insulator, and compliant electrodes. By applying a high
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Ionic Electronic
Voltage Requirements Within the range of a
few volts
High voltage in the kilovolt range,
but small current and power
Operational State Requires electrolyte Dry state
Table 2.4: Comparison of ionic and electronic EAPs.
Figure 2.1: Actuation of a DEA.
voltage, usually around 1–10 kV [51, 52], the positive and negative electrodes attract each other
and squeeze the polymer film causing it to stretch out, as shown in Figure 2.1. The simple design
means that actuators can be made in many different ways to suit the actuation.
2.3.2.1 Review of Existing Actuators
One of the advantages of dielectric EAPs is that they can easily be tailored towards the application.
Operating by expanding in the planar direction and compressing in the thickness direction help
open more ways to use the dielectric EAP as an actuator. It is possible to use a dielectric EAP
for linear motion, bending motion, and rotary motion. Some examples of dielectric EAP actuators
are:
• Bow-tie [53]
The bow-tie shown in Figure 2.2 has rigid spars on the ends, and each side is supported by
two hinged spars. When the DEA is elongated, the hinged spars on the sides help preserve
the prestrain in the direction perpendicular to the elongation. When high voltage is applied
to the electrodes, it elongates in the direction shown in Figure 2.2.
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• Stacked [54,55]
The stacked actuator shown in Figure 2.3 is made by stacking dielectric film with electrodes
in between each layer of film. The electrode in the stack alternates between being connected
to the high voltage supply and ground. When high voltage is applied to the electrodes,
the stack compresses in the direction perpendicular to the electrodes, and expands in the
direction planar with the electrodes.
• Diamond-Shaped [56]
The diamond-shaped actuator in Figure 2.4 has legs on either side of the film that hold the
prestrain. When high voltage is supplied to the electrodes, the film relaxes and the system
contracts in the direction perpendicular to the electrodes.
• Rolled [57]
The rolled actuator in Figure 2.4 is made from a prestrained dielectric film being wrapped
around a compressed coil spring. When high voltage is supplied to the electrodes, the film
relaxes and the spring elongates.
• Tubular [58,59]
The tubular actuator in Figure 2.4 is similar to the rolled actuator but it is just rolled around
a cap at either end, and no spring inside. The actuator would require that some outside forces
keep it in tension and would elongate when supplied high voltage.
• Planar [60,61]
The planar actuator in Figure 2.4 is a strip of dielectric film with an electrode on either side
and is fixed at one end of the strip and the other end would attach to an object that would
hold it in tension. When high voltage is supplied to the electrodes, the strip will elongate.
• Folded [62]
The folded actuator in Figure 2.4 consists of a rigid part with arms connected by elastic
hinges, and the electrode coated dielectric film on either side. Supplying a high voltage to
one of the films causes the arms to bend towards the opposite side.
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Figure 2.2: Bowtie DEA modified from [63].
Figure 2.3: Stacked DEA modified from [64].
• Bender [49]
The bender actuator in Figure 2.4 is made from a dielectric film that is constrained on one
side. When a high voltage is supplied to the electrodes, it bends towards the side that is
constrained.
In this chapter, the motivation and methods for wrist rehabilitation after stroke have been
reviewed. A literature review of current mechatronic technologies for wrist rehabilitation have
been presented. Most of the current devices use DC motors, which combined with the required
transmission are too large and heavy for a wearable device. DEAs were reviewed to provide the
required background to determine if they are a possible alternative for DC motors in a wearable
wrist exoskeleton.
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Figure 2.4: Different configurations for DEAs. Used with permission from [65].
Chapter 3
Electric Motor Design and Testing
Setup
In Chapter 2, a review of wrist rehabilitation devices was performed. Nearly all the devices reviewed
use DC motors for actuation. Other methods of actuation should be considered to decrease the
size and weight of a wearable wrist exoskeleton. In order to do that, this chapter will test the use of
DC actuators for a wearable wrist exoskeleton. The results of this chapter can be used to compare
this method of actuation with dielectric elastomer actuators in the next chapter. For testing DC
actuators, as well as DEAs, the first step was to develop a setup that mimics forearm and wrist
motion. The requirements of such a setup rely on basic arm and hand anatomy, as presented in
the following section.
3.1 Anatomy and Biomechanics
The two main motions of the wrist are flexion–extension and ulnar–radial deviation as shown in
Figures 3.1 and 3.2, respectively. The average ranges of those motions can be seen in Table 3.1.
Table 3.2 displays data on the mass and center of mass of the hand. The data were gathered
from 13 male cadavers from the United States of America [66], which means that the values are
higher than if female cadavers had been used or cadavers from some other areas of the world. The
data should still be sufficient for this study because a device that is able to assist with a heavier
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Figure 3.1: Wrist flexion (left) and wrist extension (right).
Figure 3.2: Wrist ulnar deviation (left) and wrist radial deviation (right).
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Motion Range (◦)
Flexion 76.4 ± 6.3
Extension 74.9 ± 6.4
Radial Deviation 21.5 ± 4.0
Ulnar Deviation 36 ± 3.8
Table 3.1: Wrist ranges of motion [1]
5th Percentile 50th Percentile 95th Percentile
Mass (g) 460 530 610
Center of Mass (cm) 5.1 5.6 6.0
Table 3.2: Mass and center of mass of the hand [2, 3].
hand should also be capable of assisting a hand that is lighter. Based on these dimensions, a
physical setup of the arm and hand was developed.
3.2 Physical Setup
To test DC motors, it is necessary to construct an imitation of the forearm and hand. For this
setup, it was more important to replicate the joint than the actual shape of the arm and hand so
the arm was made to be wider and flatter for convenience. Two joints that need to be replicated
are the wrist flexion–extension and wrist ulnar–radial deviation, as the device was being designed
to assist with wrist movement. The other two joints that needed to be replicated were forearm
pronation–supination and elbow flexion–extension, as they affect the required torque at the wrist
from the gravitational force from the hand. The forearm joint needed to be manually controlled
and the joint needed to be able to be locked at set angles.
Using the 95th percentile mass and center of mass in Table 3.2 represented by m95 and c95
respectively, the highest torque required to compensate for the gravitational forces of the hand,
τg, is described by:
τg = c95m95g,⇒ τg = 359 N·mm. (3.1)
For this model of the hand, two different weighted hands were used using the properties shown in
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Hand 1 Hand 2
Mass (g) 249 544
Center of Mass (cm) 7.45 6.72
Torque at the Wrist(N·mm) 182 357
Table 3.3: Mass, center of mass, and torque at the wrist for two different hands.
Figure 3.3: A top down view of the motor setup with the parts labels. 1. Pulley 1, 2. FE motor
pulley, 3. Cable raiser, 4. Pulley 2, 5. U-joint connector, 6. Hand, 7. FE motor
holder, 8. UR deviation motor pulley, 9. UR deviation motor holder.
Table 3.3.
The setup for testing the DC motors is shown in Figures 3.3 and 3.4. Each part of the DC
motor setup is listed in the order as shown in Figure 3.3 and is described as follows:
1. Pulley 1 : This part is shown in Figure 3.5.a. The pulley is used to adjust the direction of
force from the cable to the hand for flexion–extension.
2. Flexion–Extension Motor Pulley : This part is shown in Figure 3.5.b. This pulley is attached
to the shaft of the motor and has two grooves and holes so that one cable can be used for
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Figure 3.4: A side view of the motor setup.
flexion, and a different cable can be used for extension using the same motor.
3. Cable Raiser : This part is shown in Figure 3.5.c. This part is attached just before the wrist
joint for both the flexion–extension joint, and the ulnar–radial deviation joint. It is used to
raise and hold the cables at a certain spot. The two bottom holes are to screw the part on
to the arm. The cable raiser part used for flexion–extension uses the left and right holes on
the top to raise the cables. The cable raiser part used for ulnar–radial deviation uses the
middle hole on the top to raise the cable.
4. Pulley 2 : This part is shown in Figure 3.5.d. The pulley is used to adjust the direction of
force from the cable to the hand for flexion–extension.
5. U-joint Connector : This part is shown in Figure 3.5.e. This part is screwed on to the end
of the arm and has one half of the u-joint attached to it. The u-joint is used to mimic the
wrist.
6. Hand : This part is shown in Figure 3.5.f. The part consists of a slotted piece and a cap
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(a) Pulley 1. (b) Flexion–extension motor pul-
ley.
(c) Cable raiser.
(d) Pulley 2. (e) U-joint connector. (f) Hand.
(g) Flexion–extension motor
holder.
(h) Ulnar–radial deviation motor
pulley.
(i) Ulnar–radial deviation motor
holder.
Figure 3.5: Parts used in the DC motor setup.
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that can be attached onto the slotted piece. The slot is used to hold a 500 g mass and the
cap holds it in place. One half of the u-joint is attached on the end of the hand and will
connect to the other half of the u-joint. This part was designed to have the same torque
due to gravity at the wrist as a hand with the 95th percentile mass and center of mass of
the hand. There is a slot near the base of the hand to attach an inertial measurement unit
(IMU) sensor.
7. Flexion–Extension Motor Holder : This part is shown in Figure 3.5.g. The part is used to fix
the flexion–extension motor to the arm.
8. Ulnar–Radial Deviation Motor Pulley : This part is shown in Figure 3.5.h. The pulley at-
taches to the shaft of the motor for ulnar–radial deviation. There is a hole in the pulley to
attach the cable to the pulley.
9. Ulnar–Radial Deviation Motor Holder : This part is shown in Figure 3.5.i. This part is used
to fix the ulnar–radial deviation motor to the arm.
The actuators that were used are two 12 watt EC-max 22 brushless DC motors from Maxon
Motors (see Appendix B.1 for the specification sheet), which are powered by a 24 V DC power
supply and are controlled using an EPOS 24/5 motor controller connected to each motor. The
EPOS controllers communicate with the PC using RS-232 communication.
3.3 Kinematics and Dynamics
To make the controller for the device, the kinematics and dynamics needed to be determined first.
Although the device will only be actuating the wrist joints, it was necessary to include the forearm
pronation–supination and elbow flexion–extension joints because they will affect the dynamics of
the wrist. The kinematics were created using the Denavit–Hartenberg (DH) method [67].
Figure 3.6 shows the joint configuration of the arm in the zero position made following the DH
method. The DH parameters that were found are shown in Table 3.4 where d is the length of the
forearm, cm is the distance from the wrist to the center of mass of the hand, and qi is the angle of
joint i for each of the four joints. The DH parameters are then used to make the transformation
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Figure 3.6: Joint configuration of the arm. The circles represent the elbow FE joint and wrist FE
joint rotating about axis Z0 and Z2. The diamonds represent the forearm PS joint
and wrist UR deviation joint rotating about axis Z1 and Z3. The elbow FE joint and
forearm PS joint share the same origin, and the wrist FE joint and UR deviation joint
share the same position.
matrices between each joint, which are then multiplied together to get the final transformation
matrix T04:
Joint a d α θ
1 0 0 pi2 q1
2 0 d −pi2 q2
3 0 0 pi2 q3
4 cm 0 0 q4
Table 3.4: Denavit–Hartenberg parameters.
R04 =

c4(s1s3 + c1c2c3) + c1s2s4 c1s2c4 − s4(s1s3 + c1c2c3) c1c2s3 − s1c3
s1s2s4 − c4(c1s3 − s1c2c3) s4(c1s3 − s1c2c3) + s1s2c4 c1c3 + s1c2s3
s2c3c4 − c2s4 −c2c4 − s2c3s4 s2s3
 (3.2)
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P04 =

ds1 + cmc4(s1s3 + c1c2c3) + cmc1s2s4
cms1s2s4 − cmc4(c1s3 − s1c2c3)− dc1
cms2c3c4 − cmc2s4
 (3.3)
T04 =
 R04 P04[
0 0 0
]
1
 (3.4)
where ci = cos qi, and si = sin qi.
The inverse kinematics are solved by first finding the solution for Joint 1. Joint 1 can be solved
by getting the position of the wrist center Pc:
H = T (1 : 3, 1) (3.5)
Pc = P04 − cm·H (3.6)
q1 = atan2(Pc(1),−Pc(2))1 (3.7)
where H is a vector in the direction from the wrist to the center of the hand. The solutions to the
remaining three joints can be solved by treating it as a spherical wrist:
R14 = R
T
01·R04 (3.8)
n = R14(1 : 3, 1); s = R14(1 : 3, 2); a = R14(1 : 3, 3) (3.9)
There are two cases for solving for the three remaining joints depending on whether q3 is between
0 and pi or 0 and −pi, but because the application only requires for the range of q3 to be between
0 and pi, the other scenario will not be included. When 0 < q3 < pi,
q2 = atan2(a(2), a(1)) (3.10)
q3 = atan2(
√
a(1)2 + a(2)2,−a(3)) (3.11)
1atan2 is the arctangent that considers the signs of its inputs.
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q4 = atan2(−s(3), n(3)) (3.12)
It should be noted that there is an internal singularity when q3 = 0 or q3 = pi. This is due to
the axis of motion of Joint 2 and Joint 4 being aligned. This is within the range of human wrist
motion and should be considered in future applications, but it is outside of the range of testing
that was performed in this chapter.
The dynamics for the arm were found using an energy-based approach through the implemen-
tation of the Euler-Lagrange equations of motion [68], as follows:
D(q)q¨ + C(q, q˙)q˙ +G(q) = τ (3.13)
where D(q) is the inertia matrix, C(q, q˙) combines the Coriolis and centrifugal terms, G(q) is the
gravitational term, and τ is the torque. The inertia matrix is described by the equation:
D(q) =
4∑
i=1
miJvi(q)
TJvi(q) + Jωi(q)
TR0i(q)IiR0i(q)
TJωi(q) (3.14)
where mi is the mass of link i, Ii is the inertia for link i with reference to the center of mass, and
Jωi(q) and Jvi(q) is from the manipulator Jacobian:
J =
Jv
Jω
 . (3.15)
The Coriolis and centrifugal matrix are described by:
Ckj(q, q˙) =
4∑
i=1
cijk(q)q˙i (3.16)
where the elements of the matrix is described by:
cijk(q) ≡ 1
2
(
∂Dkj
∂qi
+
∂Dki
∂qj
− ∂Dij
∂qk
). (3.17)
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The gravitational term in Equation 3.13 is described by the following equation:
G(k) =
∂Ug
∂qk
(3.18)
where the Ug is the gravitational potential energy of the manipulator. Ug can be described by the
following equation:
Ug =
4∑
i=1
migri (3.19)
where mi is the mass of link i, g is the gravity of Earth, and ri is the vertical distance to the
center of mass of link i. The calculations to solve for the terms in Equation 3.13 were performed
in MATLAB. The code used to equations calculate those terms is shown in Appendix A.1.
3.4 Controller
The purpose of the setup is to test the motion control of the hand. The control system was
developed in Simulink, shown in Figure 3.7, which consists of an inverse dynamics controller, a
sensor reading block, motor output blocks, friction models, and a wrist torque to motor torque
block. The Simulink model uses the Simulink Desktop Real-Time add-on to make the model run
in real-time.
Since the setup has a motor pulling on a cable that is attached at the hand, the torque applied
by the motor will not be the same as the torque at the wrist. The relationship between the wrist
and motor torque was modeled using a geometric solution. In Figure 3.8 Point A refers to the
spot where the cable is held above the arm, and Point v refers to where the two side cables are
attached to the hand. The relationships between the various points and distance, as described in
Figure 3.8 are as follows:
Ax = −x0, Ay = d1 (3.20)
vx = x1 cos θ − d3 sin θ, vy = x1 sin θ + d3 cos θ (3.21)
∆x = vx −Ax,∆y = vy −Ay (3.22)
3.4 Controller 29
F
ig
u
re
3.
7:
In
ve
rs
e
d
y
n
am
ic
s
co
n
tr
ol
le
r.
3.4 Controller 30
Figure 3.8: Joint torque to motor torque model.
γ = atan2(∆y,∆x) (3.23)
fx = cos θ − γ, fy = sin θ − γ (3.24)
τmotor = − Pτw
fxd3 + fyx1
(3.25)
where P is the radius of the pulley that is attached to the motor, τmotor is the torque from the
motor, τw is the torque required at the wrist, vx and vy are the x and y distances of point v from
the origin, Ax and Ay are the x and y positions of point A from the origin, and γ is the angle of
the vector from point v to point A.
The cables moving over the pulleys will be experiencing friction, therefore it should be consid-
ered in the controller. The frictional force in the device is modeled using the Stribeck curve, as
follows:
f = fc + (fs + fc)e
−v/vs (3.26)
where fc is the Coulomb friction, fs is the static friction, vs is the Stribeck velocity threshold,
3.5 Sensing System 31
and v is the velocity of the cable. The Coulomb friction, static friction, and the Stribeck velocity
threshold were determined experimentally.
3.5 Sensing System
The setup uses two Sparkfun 9 DOF inertial measurement units (IMU), which have a 3 DOF
gyroscope, 3 DOF accelerometer, and 3 DOF magnetometer. The datasheet is available in Section
B.2. The locations of the two sensors are at the back of the arm and on top of the hand close to the
wrist joint as shown in Figures 3.9 and 3.10, respectively, and they are connected to an Arduino Uno
microcontroller. The purpose of these sensors is to measure the angular positions and velocities of
the 4 joints: elbow flexion–extension, forearm pronation–supination, wrist flexion–extension, and
wrist ulnar–radial deviation.
The angles for Joints 1 and 2 do not require the magnetometer so a complementary filter was
used to obtain those joints from the IMU on the arm. The complementary filter requires the angle
to be calculated from the gyroscope and the accelerometer, which are then weighted individually
and added together as shown by:
θn = 0.95θgyro + 0.05θaccel (3.27)
where θgyro is the angle calculated from the gyroscope, and θaccel is the angle calculated from the
accelerometer. The gyroscope angles were calculated using the following equation:
θgyro = θn−1 + θ˙gyro∆t (3.28)
where θn−1 is the previous angle, ∆t is the time between readings, and θ˙gyro is the angular velocity
from the gyroscope. The accelerometer angles of Joints 1 (pitch) and 2 (roll) were calculated using
the following equations:
q1 = atan2(−ax,
√
ayay + azaz) (3.29)
q2 = atan2(ay, az) (3.30)
3.5 Sensing System 32
Figure 3.9: Location of IMU on the arm.
3.5 Sensing System 33
Figure 3.10: Location of IMU on the hand.
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where ax, ay, and az are the acceleration forces from the accelerometer. The weights for the
complimentary filter were arbitrarily chosen.
The angles of the flexion–extension and ulnar–radial deviation of the joints were obtained
using a Madgwick filter [69, 70]. The Madgwick filter uses the gyroscope, accelerometer, and
magnetometer readings to calculate the orientation in a fixed frame relative to the Earth. Kalman
filters are often used to get the orientation from an IMU but they tend to be computationally heavy,
which can be a problem for wearable devices. A Madgwick filter was selected to get the orientation
of the hand. The Madgwick filter fuses together the orientation calculated from the gyroscope and
the orientation calculated from the accelerometer and magnetometer. The orientation from the
gyroscope is used to filter out the high frequency errors from the accelerometer and magnetometer
orientation, and the accelerometer and magnetometer orientation is able to filter out the drift from
the gyroscope orientation. The Madgwick filter is able to operate with a static RMS error of less
than 0.8◦ and dynamic RMS error of less than 1.7◦, which are similar to those obtained with the
Kalman filter. The advantage that the Madgwick filter has over the Kalman filter is that it has a
low computational load and is able to operate at a lower sampling frequency [69,70].
The orientation from the Madgwick filter then needs to be transformed to be in the same frame
as the robot. The transformation was completed using the following equations:
p = R01·R12·pˆ (3.31)
R01 =

1 0 0
0 cos θ2 − sin θ2
0 sin θ2 cos θ2
 R12 =

cos θ1 0 sin θ1
0 1 0
− sin θ1 0 cos θ1
 pˆ =

θˆ2
θˆ3
θˆ4
 (3.32)
where θˆ2, θˆ3, and θˆ4 are the roll, pitch, and yaw readings from the Madgwick filter respectively,
and p is a vector containing the transformed orientation.
The IMU sensors communicate with an Arduino Uno microcontroller. The IMU on the arm
communicates with the Arduino using the I2C communication protocol, and the IMU on the hand
communicates with the Arduino using the SPI communication protocol. The IMUs are sampled
at a frequency of 60 Hz and the data are filtered on the Arduino. The Arduino sends the filtered
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data to the desktop computer through serial communication with a baud rate of 115200 baud.
3.6 Experimental Evaluation
A series of experiments were performed to determine the accuracy of the IMU sensing and of the
dynamics equations of motion. The results of these experiments are presented in the following
sections.
3.6.1 Accuracy of the IMU With a Madgwick Filter
The objective of this first experiment was to determine the accuracy of the IMU with the Madgwick
filter and to calibrate the yaw reading of the IMU.
3.6.1.1 Methods
To determine the accuracy of the IMU with the Madgwick filter, the Aurora electromagnetic
tracking system (Northern Digital Inc., Waterloo, ON) was used to compare readings with the
IMU. Figure 3.11 shows the placement of the two 5-DOF sensors. Sensor A measures the pitch
and yaw of the hand relative to Earth, and Sensor B measures the roll of the arm relative to
Earth. The 5-DOF Aurora sensors have an accuracy of 0.2◦. The pitch and yaw of the hand
were recorded at 12 different positions using both the IMU and the Aurora while the arm was
at rest in the pronation–supination axis. The arm was then rotated approximately 30 degrees in
the pronation–supination direction and the pitch and yaw of the hand were recorded at another
9 positions. The arm was then rotated to 90 degrees and another 9 position of the pitch and the
yaw of the hand were recorded. A total of 30 positions were recorded in each round. The same
procedure was followed another 2 times for a total of 3 rounds of recordings and a total of 90
positions. The first set of data was used to calibrate the yaw readings from the IMU. The three
rounds of collection were then repeated after calibrating the yaw of the IMU. This second set of
data was used to determine the accuracy of the pitch and yaw of the IMU at the hand. Finally,
eight positions of the forearm rotation were recorded from the IMU and the Aurora. This was
also repeated three times. These data were then used to determine the accuracy of pronation–
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Figure 3.11: Placement of Aurora sensors. The Sensor at point A measures the pitch and yaw of
the hand. The sensor at point B measures the roll of the forearm.
supination readings from the IMU on the forearm.
3.6.1.2 Results
This data from the IMU and the Aurora attached to the hand at 90 positions of the hand were
plotted against each other as shown in Figure 3.12. Equation 3.33 represents the quadratic curve
of best fit of the data from Figure 3.12, which was used to calibrate the IMU for yaw readings.
y = 0.0037x2 − 2.4477x+ 406.73 (3.33)
After calibrating the yaw, the second set of data was used to assess the tracking accuracy.
For this experiment, the readings from the Aurora were assumed to be the true position. The
RMS difference between the IMU and the Aurora readings for the yaw and pitch of the hand is
shown in Table 3.5, and the RMS difference between the IMU and the Aurora readings for the
pronation–supination is shown in Table 3.6.
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Figure 3.12: IMU calibration using the Aurora.
3.6.2 Evaluation of the Motor Setup with an Inverse Dynamics Controller
Once the IMU tracking error had been quantified, a second experiment was performed to assess
the performance of the motor setup using an inverse dynamics controller. Gathering data on the
performance of the motor setup means there will be a quantitative way to compare the performance
of the DEA setup with the motor setup.
3.6.2.1 Methods
To examine the performance of the motor setup with an inverse dynamics controller, 3 trials for 6
different actions were performed with a the two different weighted hands in Table 3.3. The smaller
weighted hand was tested to first see that the controller could control the system as required.
The torque due to gravitational forces is less than the 5th percentile in Table 3.2. The larger
weighted hand is represents the same torque due to gravity as the 95th percentile hand in Table
3.2. The actions were: flexion–extension by itself, ulnar–radial deviation by itself, flexion–extension
with manual forearm pronation–supination movement, ulnar–radial deviation with manual fore-
arm pronation–supination movement, flexion–extension and ulnar–radial deviation together, and
flexion–extension with ulnar–radial deviation during manual forearm pronation–supination. The
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Round PS Rotation
Pitch RMS Error
(degrees)
Yaw RMS Error
(degrees)
Total
RMS Pitch
Error (degrees)
Total
RMS Yaw
Error (degrees)
1
0 1.77 5.18
2.40 5.2230 2.47 3.88
90 2.93 6.61
2
0 1.63 2.76
2.31 2.8430 2.03 2.93
90 3.24 2.84
3
0 2.13 4.37
2.19 3.9130 2.23 3.39
90 2.20 3.97
Total Average
RMS Error
(degrees)
2.30 3.99
Error As a
% of Max
Range
4.9 8.9
FE: Flexion–Extension, UR: Ulnar–Radial Deviation, PS: Pronation–Supination
Table 3.5: RMS error between IMU and Aurora reading for pitch and yaw. The maximum error
as a percentage of the maximum range is based on the maximum range used in Section
3.6.2.
Round PS RMS Error (degrees)
Error As a
% of Maximum
Range
1 2.93 4.9
2 3.17 5.3
3 2.61 4.3
All Rounds 2.90 4.8
Table 3.6: RMS error between IMU and Aurora readings for forearm roll. The maximum error as
a percentage of the maximum range is based on the maximum range used in Section
3.6.2.
three individual motions performed in the experiment are shown in Figure 3.13. When the flexion–
extension motor was running, it was following the input signal described by Equation 3.34. When
the ulnar–radial deviation motor was running, it was following the input signal in Equation 3.35.
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(a) Flexion–Extension.
(b) Ulnar–Radial Deviation. (c) Pronation–Supination.
Figure 3.13: Motor setup showing the various motions: FE, UR, and PS.
For joints that are not active, they were commanded the current position of that same joint.
u3 =
pi
8
sin (
pi
8
t) +
pi
2
(3.34)
u4 =
pi
8
sin (
pi
8
t) (3.35)
The frequency of the input signal was chosen based on how fast the joints could move without
the system becoming unstable. Higher frequencies caused the joints to sometimes move past the
range of the u-joint, causing the system to become unstable. Smaller frequencies caused the system
to perform similarly to this frequency.
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3.6.2.2 Results
The orientation of the joints from the IMU was recorded during each of the actions and was then
compared to the input signal to determine the error. Using the error gathered throughout the
duration of the movement, the root mean square (RMS) error was calculated and the max error
was found as shown in Tables 3.7 and 3.8. The results obtained during each of the motions are
presented below.
Flexion–Extension
The flexion–extension action corresponds to the motion shown in Figure 3.13(a). The joint
was able to follow the input position smoothly when using the 200 g weight and the 500 g weight
as shown in Figures 3.14 and 3.15. Tables 3.7 and 3.8 show the root mean square of the errors
for the 200 g weight and the 500 g weight, respectively. The average errors as a percentage of the
maximum range for the motion is 3.91% when using the 200 g weight and 2.80% when using the
500 g weight.
(a) Flexion–extension motion with 200g. (b) Flexion–extension motion with 500g.
Figure 3.14: Results of the FE motion: comparison between input motion (orange) and output
motion (blue).
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(a) Flexion–extension error with 200g. (b) Flexion–extension error with 500g.
Figure 3.15: Results of the FE motion: error of the output motion.
Ulnar–Radial Deviation
The ulnar–radial deviation action is the motion shown in Figure 3.13(b). The joint was able
to follow the input position smoothly when using the 200 g weight and the 500 g weight as shown
in Figures 3.16 and 3.17. Tables 3.7 and 3.8 show the root mean square of the errors for the 200 g
weight and the 500 g weight respectively. The average errors as a percentage of the maximum
range for the motion is 1.84% when using the 200 g weight and 3.44% when using the 500 g weight.
(a) Ulnar–radial deviation motion with 200g. (b) Ulnar–radial deviation motion with 500g.
Figure 3.16: Results of the UR motion: comparison between input motion (orange) and output
motion (blue).
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(a) Ulnar–radial deviation error with 200g. (b) Ulnar–radial deviation error with 500g.
Figure 3.17: Results of the UR motion: error of the output motion.
Flexion–Extension During Pronation–Supination
The flexion–extension during pronation–supination action combines the 2 motions shown in
Figures 3.13(a) and 3.13(c). The joint was able to follow the input position smoothly when using
the 200 g weight and the 500 g weight as shown in Figures 3.18 and 3.19. Tables 3.7 and 3.8 show
the root mean square of the errors for the 200 g weight and the 500 g weight respectively. The
average errors as a percentage of the maximum range for the motion is 3.67% when using the 200 g
weight and 2.96% when using the 500 g weight.
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(a) Flexion–extension motion during flexion–
extension, and pronation–supination with 200 g
weight.
(b) Flexion–extension motion during flexion–
extension, and pronation–supination with 500 g
weight.
Figure 3.18: Results of the FE motion during FE+PS: comparison between input motion (orange)
and output motion (blue).
(a) Flexion–extension error during flexion–
extension, and pronation–supination with 200 g
weight.
(b) Flexion–extension error during flexion–
extension, and pronation–supination with 500 g
weight.
Figure 3.19: Results of the FE motion during FE+PS: error of the output motion.
Ulnar–Radial Deviation During Pronation–Supination
The ulnar–radial deviation during pronation–supination action combines the 2 motions shown
in Figures 3.13(a) and 3.13(b). The joint was able to follow the input position smoothly when
using the 200 g weight and the 500 g weight as shown in Figures 3.20 and 3.21. Tables 3.7 and 3.8
show the root mean square of the errors for the 200 g weight and the 500 g weight respectively.
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The average errors as a percentage of the maximum range for the motion is 2.89% when using the
200 g weight and 4.69% when using the 500 g weight.
(a) Ulnar–radial deviation motion during ulnar–
radial deviation, and pronation–supination with
200 g weight.
(b) Ulnar–radial deviation motion during ulnar–
radial deviation, and pronation–supination with
500 g weight.
Figure 3.20: Results of the UR motion during UR+PS: comparison between input motion (orange)
and output motion (blue).
(a) Ulnar–radial deviation error during ulnar–radial
deviation, and pronation–supination with 200 g
weight.
(b) Ulnar–radial deviation error during ulnar–radial
deviation, and pronation–supination with 500 g
weight.
Figure 3.21: Results of the UR motion during UR+PS: error of the output motion.
Flexion–Extension and Ulnar–Radial Deviation
The flexion–extension and ulnar–radial deviation action combines the 2 motions shown in
Figures 3.13(a) and 3.13(b). The joints were able to follow the input positions smoothly when
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using the 200 g weight and the 500 g weight as shown in Figures 3.22, 3.23, 3.24, and 3.25. Tables
3.7 and 3.8 show the root mean square of the errors for the 200 g weight and the 500 g weight
respectively. The average errors as a percentage of the maximum range for the flexion–extension
is 3.69% when using the 200 g weight and 3.83% when using the 500 g weight. The average errors
as a percentage of the maximum range for ulnar–radial deviation is 3.53% when using the 200 g
weight and 3.53% when using the 500 g weight.
(a) Flexion–extension motion during flexion–
extension, and ulnar–radial deviation with 200 g
weight.
(b) Flexion–extension motion during flexion–
extension, and ulnar–radial deviation with 500 g
weight.
Figure 3.22: Results of the FE motion during FE+UR: comparison between input motion (orange)
and output motion (blue).
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(a) Flexion–extension error during flexion–
extension, and ulnar–radial deviation with 200 g
weight.
(b) Flexion–extension error during flexion–
extension, and ulnar–radial deviation with 500 g
weight.
Figure 3.23: Results of the FE motion during FE+UR: error of the output motion.
(a) Ulnar–radial deviation motion during flexion–
extension, and ulnar–radial deviation with 200 g
weight.
(b) Ulnar–radial deviation motion during flexion–
extension, and ulnar–radial deviation with 500 g
weight.
Figure 3.24: Results of the UR motion during FE+UR: comparison between input motion (orange)
and output motion (blue).
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(a) Ulnar–radial deviation error during flexion–
extension, and ulnar–radial deviation with 200 g
weight.
(b) Ulnar–radial deviation error during flexion–
extension, and ulnar–radial deviation with 500 g
weight.
Figure 3.25: Results of the UR motion during FE+UR: error of the output motion.
Flexion–Extension and Ulnar–Radial Deviation During Pronation–Supination
The flexion–extension and ulnar–radial deviation during pronation–supination action combines
the 3 motions shown in Figures 3.13(a), 3.13(b), and 3.13(c). The joints were able to follow the
input positions smoothly when using the 200 g weight and the 500 g weight as shown in Figures
3.26, 3.27, 3.28, and 3.29. Tables 3.7 and 3.8 show the root mean square of the errors for the 200 g
weight and the 500 g weight respectively. The average errors as a percentage of the maximum
range for the flexion–extension is 5.03% when using the 200 g weight and 5.10% when using the
500 g weight. The average errors as a percentage of the maximum range for ulnar–radial deviation
is 5.83% when using the 200 g weight and 5.33% when using the 500 g weight.
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(a) Flexion–extension motion during flexion–
extension, ulnar–radial deviation, and
pronation–supination with 200 g weight.
(b) Flexion–extension motion during flexion–
extension, ulnar–radial deviation, and
pronation–supination with 500 g weight.
Figure 3.26: Results of the FE motion during FE+UR+PS: comparison between input motion
(orange) and output motion (blue).
(a) Flexion–extension error during flexion–
extension, ulnar–radial deviation, and
pronation–supination with 200 g weight.
(b) Flexion–extension error during flexion–
extension, ulnar–radial deviation, and
pronation–supination with 500 g weight.
Figure 3.27: Results of the FE motion during FE+UR+PS: error of the output motion.
3.7 Discussion 49
(a) Ulnar–radial deviation motion during
flexion–extension, ulnar–radial deviation,
and pronation–supination with 200 g weight.
(b) Ulnar–radial deviation motion during
flexion–extension, ulnar–radial deviation,
and pronation–supination with 500 g weight.
Figure 3.28: Results of the UR motion during FE+UR+PS: comparison between input motion
(orange) and output motion (blue).
(a) Ulnar–radial deviation error during flexion–
extension, ulnar–radial deviation, and
pronation–supination with 200 g weight.
(b) Ulnar–radial deviation error during flexion–
extension, ulnar–radial deviation, and
pronation–supination with 500 g weight.
Figure 3.29: Results of the UR motion during FE+UR+PS: error of the output motion.
3.7 Discussion
In Section 3.6.2, the motor setup was tested with 6 different actions for two different hand weights.
The error between the input position and IMU position was recorded and the RMS errors of each
trial are shown in Tables 3.7 and 3.8. For all actions except wrist flexion–extension, wrist ulnar–
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Motion Round RMS Error (degrees) Max Error (degrees)
Average
RMS Error
(degrees/%
of range)
FE
1 1.76 4.55
1.76/3.91%2 1.76 5.37
3 1.76 4.60
UR
1 0.83 1.99
0.83/1.84%2 0.85 2.22
3 0.80 2.16
FE+PS
1 1.52 6.40
1.65/3.67%2 1.68 5.41
3 1.76 5.21
UR+PS
1 1.61 4.97
1.30/2.89%2 1.23 5.93
3 1.06 3.37
FE error
in FE+UR
1 1.35 3.45
1.33/3.69%2 1.32 4.07
3 1.33 3.64
UR error
in FE+UR
1 1.26 3.84
1.27/3.53%2 1.28 3.91
3 1.28 4.73
FE error
in FE+UR+PS
1 1.72 6.05
1.81/5.03%2 1.78 5.32
3 1.93 7.73
UR error
in FE+UR+PS
1 2.24 5.68
2.10/5.83%2 1.89 6.69
3 2.16 8.13
Table 3.7: RMS and maximum errors of the motions with a 200 g weight
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Motion Round RMS Error (degrees) Max Error (degrees)
Average
RMS Error
(degrees/%
of range)
FE
1 1.30 3.40
1.26/2.80%2 1.23 3.47
3 1.24 3.48
UR
1 1.19 2.59
1.24/3.44%2 1.23 2.87
3 1.29 2.89
FE+PS
1 1.40 3.68
1.33/2.96%2 1.31 3.69
3 1.30 4.63
UR+PS
1 1.74 4.63
1.69/4.69%2 1.79 7.05
3 1.55 4.58
FE error
in FE+UR
1 1.10 3.11
1.15/3.83%2 1.17 3.11
3 1.17 3.00
UR error
in FE+UR
1 1.02 2.93
1.06/3.53%2 1.02 3.32
3 1.14 4.19
FE error
in FE+UR+PS
1 1.53 4.18
1.53/5.10%2 1.64 5.40
3 1.41 5.32
UR error
in FE+UR+PS
1 1.45 4.94
1.60/5.33%2 1.52 6.26
3 1.81 5.55
Table 3.8: RMS and maximum errors of the motions with a 500 g weight
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radial deviation, and forearm pronation–supination combined, the RMS error was less than 5% of
the range of motion. It is expected that the action combining all three motions would have the
highest error because it is experiencing more movement. It was also found that changing the mass
of the hand and adjusting the properties in the controller had little effect on the performance of
the system.
The setup used an inverse dynamics controller which requires the dynamics and kinematics of
the arm to be known. In Section 3.3, the kinematics were determined using the DH convention
and the dynamics were determined using an energy-based approach using the Euler-Lagrange
equations. The results in Section 3.6.2 show that the inverse dynamics controller works for this
application, which indicates that the kinematics and the dynamics of the arm are correct.
In Section 3.6.1, the error of the pitch, roll, and yaw of the IMU was found using the Aurora.
The errors are shown in Tables 3.5 and 3.6. The error in the IMUs likely causes a majority of the
error when using the inverse dynamics controller. When performing the actions in Section 3.6.2,
the wrist flexion–extension action and the wrist ulnar–radial deviation action were done within the
IMU’s pitch direction, which had a lower error than the yaw direction. When combining multiple
motions there is more movement in the yaw direction, which has a higher error causing the error
of the controller to increase. While the motor setup did work, it might be better to consider other
sensors to replace the IMUs in the future.
It should be noted that the cable attached at the top of the hand and the cable attached at
the bottom of the hand for extension and flexion, respectively, do not move at the same rate when
flexion or extension occurs. This is a problem because one motor is required to provide both those
motions. During testing, the cable at the bottom of the hand was detached so that the motor
could only provide extension force. The arm was only rotated to have the gravitational force in
the flexion direction. This is a limitation of the current setup that will require a solution if this
design is to be implemented in some form as a rehabilitation design.
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3.8 Conclusion
Chapter 3 has shown the design and testing of a wrist rehabilitation setup that uses motors for
actuation. This method of actuation was shown to work for the application. IMUs used to measure
the joint position, were able to measure rotation angles within an error small enough to smoothly
control the wrist. The dynamic model and kinematic model of an arm that includes the joints:
elbow flexion–extension, forearm pronation–supination, wrist flexion–extension, and wrist ulnar–
radial deviation was developed and tested. Its accuracy was confirmed based on the ability of
the inverse dynamics controller to track a sinusoidal path. Although the device using motors was
shown to work, it has the problem of being heavy and bulky, which is not ideal for a portable
and wearable wrist rehabilitation device. A possible solution to this is explored in the following
chapter.
Chapter 4
Dielectric Elastomer Actuator
Development
In Chapter 3 it was found that a design using motors is able to provide flexion–extension and
ulnar–radial deviation at the wrist. A large problem with the design is that it is too large and
heavy for a wearable rehabilitation device. Dielectric elastomer actuators (DEAs) are a possible
solution to that problem, and the focus of the work presented in this chapter.
To show that this type of actuator is competitive, the work density of DEAs was reviewed.
The energy density of silicone films is 0.75 J
cm3
[71]. A DEA attached to the hand similarly to the
motor setup in the previous chapter would need to move 6.5 cm and provide a force of up to 35 N
to move the hand 90◦. If a DEA is made using rectangular strips of a silicone film with dimensions
16.5 cm × 5 cm × 40 µm, the number of strips required to theoretically provide the required work
can be calculated with the following equations:
Wf = Fd = 35 N · 6.5 cm = 2.2750 J (4.1)
Vn =
Wf
ee
=
2.2750 J
0.75 J
cm3
= 3.033 cm3 (4.2)
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N =
Vn
l0w0t0
=
3.033 cm3
16.5 cm · 6.5 cm · 40 µm = 9.2 (4.3)
where Wf is the work required, F is the force required to move the hand, d is the distance the
DEA would need to move, Vn is volume of silicone required, ee is the energy density of silicone, l0,
w0, and t0 are the length, width, and thickness of the strip of silicone respectively, and N is the
number of strips required. From these equations, the DEA is theoretically capable of providing
this motion with 10 strips of silicone film of the dimensions listed previously.
4.1 DEA Modelling
When trying to build a DEA, it is advantageous to be able to model the actuation of the DEA. The
stresses in the DEA will be equal to the compressive stress from applying voltage to the electrodes,
and stress from the forces applied in the plane of the dielectric film.
The effective compressive stress that results from applying voltage to the electrodes, also known
as the Maxwell stress, is described by the following equation [59]:
p = ε0εr(V/d)
2 (4.4)
where ε0 is the permittivity of free space, εr is the dielectric constant of the dielectric film, V is the
voltage applied, and d is the thickness of the film [59]. This model assumes that the electrostatic
forces are applied perpendicular to the elastomer film. For small strains (< 10%), linear elasticity
and free boundary approximations can be used to find the change in thickness as follows:
sz = − p
Y
= −ε0εr(V/d)
2
Y
(4.5)
where Y is the Young’s modulus of the elastomer film [48, 59]. Equation 4.5 can then be used to
find the elastic energy density for small strains, given by the following equation [72]:
ue = −1
2
psz =
1
2
(ε0εr)
2(V/d)4
Y
. (4.6)
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Figure 4.1: Working principle of a DEA.
Equations 4.5 and 4.6 are only acceptable for small strains and they assume linear elasticity.
Nonlinear models have been developed that take more factors into account using hyperelasticity
models.
There are multiple hyperelasticity models that can be used to describe the strain energy density
of the dielectric film such as the Yeoh model [73], Ogden model [74], and Neo-Hookean model [75].
For a DEA such as the one shown in Figure 4.1, the dimensions of the length, width, and thickness
are l0, w0, and t0, respectively, when there are no forces applied to the film, and these change to
l1, w1, and t1 when a voltage V and mechanical forces P1, P2, and P3 are applied. The dielectric
film used in the DEA is considered to be an ideal dielectric elastomer, therefore it is assumed that
the dielectric film is incompressible [76], hence:
λ1λ2λ3 = 1 (4.7)
where the stretch, λi, is described by
λ1 =
w1
w0
, (4.8)
λ2 =
l1
l0
, (4.9)
λ3 =
t1
t0
. (4.10)
It is also assumed that the permittivity of the film is a constant that is independent of the defor-
mation of the film [65,76].
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The Ogden model describes the free energy density of the dielectric film Ws to be as follows [74]:
Ws =
N∑
i=1
µi
αi
(λαi1 + λ
αi
2 + λ
αi
3 − 3) (4.11)
where µi and αi are material parameters, and N is the order of the model. The material param-
eters must be determined experimentally [65, 77]. This version of the model is only suitable for
incompressible materials.
The Yeoh strain energy density function is a form of the Reduced Polynomial model where
the order N is set to 3. The Yeoh strain energy density function is described by the following
equation [73,77,78]:
Ws = C10(I1 − 3) + C20(I1 − 3)2 + C30(I1 − 3)3 (4.12)
where C10, C20, and C30 are material parameters, and I1 is the left Cauchy–Green deformation
tensor described by the following equation:
I1 = λ
2
1 + λ
2
2 + λ
2
3. (4.13)
Based on the equations, a general electromechanical model can be built using an energy-based
approach. Constitutive equations for DEAs have been developed using an energy-based approach
where the work done by the mechanical forces on the film and the work done by the power supplied
is equal to the increase of the free energy of the dielectric film. Using the energy balance equation
and assumptions for ideal dielectric elastomers, the following constitutive equations for DEAs have
been developed [56,65,76]:
σ1 − σ3 = λ1∂Ws(λ1λ2)
∂λ1
− ε0εr(V
t1
)2 (4.14)
σ2 − σ3 = λ2∂Ws(λ1λ2)
∂λ2
− ε0εr(V
t1
)2 (4.15)
where σ1 is the stress in the direction of P1, σ2 is the stress in the direction of P2, and σ3 is the
stress in the direction of P3. In order to develop an electromagnetic model, it is first necessary to
construct and test DEAs that fit the application. The following section outlines the development
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Figure 4.2: High voltage biasing supply.
of the setup that was developed to accomplish this goal.
4.2 Testing Setup
Since DEAs require the supply of high voltages, it was necessary to develop a setup that allowed
supplying up to 3000 V of power in a controlled manner. The Ultravolt A-Series high voltage
biasing supply was chosen, as shown in Figure 4.2. This supply is capable of supplying a voltage
up to 4300 V and a current of 1 mA when connected to a DC power supply that is providing 12 V.
The output voltage from the Ultravolt supply can be adjusted using a 10 kΩ digital potentiometer.
Since the DEA requires such a high voltage, there needs to be electrical insulation between the
setup and the users to safely use the DEAs. This was done by using a 51 L Sterilite brand clear
plastic bin to contain the DEA and high voltage supply. The bin is made of polyethylene and/or
polypropylene, which both have high enough dielectric strength to prevent current from the high
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Figure 4.3: Testing an insulating box.
voltage supply from going through its walls. To test for safety, copper tape was attached to either
side of one of the walls of the bin and 4300 V was supplied but no arcing between the two leads
was noted, as shown in Figure 4.3.
The voltage across the DEA cannot be measured directly with the multimeter because the
voltage is too high for the it. To get around this, a voltage divider was attached in parallel to
the DEA as shown in Figure 4.4, where R1 = 100 MΩ and R2 = 200 kΩ. The voltage can be
measured across R2 then multiplied by 500 to get the voltage across the DEA. The voltage divider
also adds a passive discharge path for the DEA.
4.3 Dielectric Elastomer Materials
Once the testing setup was developed, research was performed to determine how to construct a
DEA. The first step consisted of identifying the materials that could be used for the DEAs. The
results of the research are summarized in this section. The first step consisted of identifying the
requirements of the dielectric film. These are as follows:
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Figure 4.4: Circuit for measuring the voltage across the DEA.
• Needs to be a thin film with uniform thickness. The thinner the film, the lower the voltage
requirements.
• Must have high dielectric breakdown strength.
• Must have high relative dielectric constant.
• Must be an incompressible film and show purely elastic behaviour.
The dielectric films most commonly used for dielectric elastomer actuators are silicone, acrylic,
and polyurethanes. Acrylic elastomers (most commonly the VHB 4910) have a very high theoretical
energy density and are capable of high strains. The VHB 4910 from 3M is the most commonly used
acrylic elastomer for DEAs because it can be purchased in rolls, which makes it easy to fabricate
the DEA. The downside to the VHB 4910 is that it has a high viscoelasticity, which reduces the
response time and reliability of the DEA [62]. Polyurethanes have been looked at because they
have a large force output as well as a higher dielectric constant that allows them to be operated
at a lower electric field. The downside is that they tend to have lower strain. Silicone elastomers
can operate at higher frequencies because of their lower viscoelasticity but they are not capable of
generating a strain as high as acrylic elastomers [48].
To actuate the dielectric film, an electrode needs to be applied to both sides of the film. The
requirements of these compliant electrodes are as follows:
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• Must show negligible stiffness or else it will reduce the strain during actuation.
• They must be able to remain conductive during and after sustaining large deformations.
• They should also remain conductive after millions of cycles of large deformations [79].
While the chosen dielectric film has important requirements that effect the response of the
actuator, it is important that the electrodes meet the listed requirements so they do not inhibit
the actuator. These requirements mean that simply placing a conductive piece of metal on either
side of the dielectric film would be ineffective. Instead, carbon based electrodes are most commonly
used for DEAs because they have low impact on stiffness, are able to remain conductive at large
strains, and are not difficult to apply [59,79,80].
Carbon-based electrodes can be divided into 3 main categories, as described below:
1. Carbon powder electrodes are loose particles of carbon on the dielectric film. The carbon
powder electrodes do not add any stiffness to the film, which gives them a large advantage
over the other electrodes. This is because the loose particles do not have a strong binding
force to each other, which allows them to move freely as the dielectric film stretches. The
disadvantages of using carbon powder electrodes is that they can have a shorter lifetime due
to the carbon particles falling off, as well as not being able to fully cover the film at higher
strains.
2. Carbon grease electrodes consist of a carbon powder dispersed in a viscous oil. Carbon
grease electrodes have the advantages of being inexpensive and easy to apply making them
very popular electrodes for DEAs. Unlike the carbon powder electrodes, they are able to
maintain coverage of the film over a large area strain [64]. The disadvantages to using carbon
grease are that they can have shorter lifetimes due to drying or diffusion [79] and it has a
weak adhesion to the film which can cause the grease to be messy and possibly spread where
it is unwanted.
3. Conductive rubber is an elastomer that has had carbon particles dispersed in it and is
then cross-linked to the dielectric film [53, 79]. For this type of electrode, the electrode is
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bound to the dielectric film; therefore, there is no risk of the carbon moving to other parts
of the electrode or falling off. The main disadvantage of conductive rubber electrodes is that
the stiffness of the electrode is not negligible because it is bound to the dielectric film.
The application of the electrode is also important in making an effective DEA. Ideally the
method for applying the electrode should be able to apply the electrode precisely and such that
the electrode layer has a uniform thickness.
One method of electrode application is by placing a shadow mask on the surface of the dielectric
film then adding the electrode by either spraying or brushing it on. If a uniform thickness is not
important then using a brush to apply the electrode is acceptable [59, 81, 82]. For a uniform
thickness, spray coating can be used with the shadow mask to apply the electrode.
Another method for applying the electrode to the membrane is pad printing. Pad printing is
done by etching the pattern for the electrode onto a steel plate. The etched area is filled with
the electrode material and a stamp is pressed over it, then stamped onto the membrane, which
leaves the electrode on the membrane when the stamp is removed. This method is usually done
with carbon grease or with a conductive rubber that has been diluted. It can also be used with
carbon powder as long as the powder can attach to the membrane of the film, such as with the
VHB 4910 [79,80,83,84].
For this thesis, the dielectric film chosen was a 40 µm thick silicone dielectric film that was
purchased from Parker Hannifin. The silicone film was chosen because it does not require the same
prestretch that the VHB 4910 would require to meet the desired thickness of the material, and it’s
lower viscoelasticity gives the DEA a better response time. The electrode chosen for this thesis is
a carbon powder based electrode that is made into a conductive ink to be sprayed onto the film.
The conductive ink was chosen because it can be easily fabricated and does not add any stiffness
to the actuator. The carbon particles do start to fall off after some time but each DEA is only
used soon after fabricating it so that does not affect the results. The preparation of the conductive
ink and the method of fabricating the DEAs is described in the following section.
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4.4 DEA Fabrication
As reviewed in the previous section, DEA fabrication requires creating an electrode, and applying
the electrode to the dielectric film over the desired area. The material chosen for the dielectric
film was a 40 µm thick silicone based dielectric film that was purchased from Parker Hannifin.
Purchasing the film instead of fabricating it reduces the number of steps for fabricating the DEA,
and some material properties such as the dielectric strength are already given. The electrode
chosen for the DEAs is a graphite powder electrode mixed with isopropanol and isooctane so it
can be sprayed onto the dielectric film. The process of the DEA fabrication involves first creating
the conductive ink electrode, then attaching the dielectric film to a frame, and lastly the conductive
ink is sprayed onto the dielectric film where it is left to dry overnight. The procedure is as follows:
1. In a 150 mL glass beaker, add 0.8 g of graphite powder (with average particle size of 5 µm)
and 16 g of 2-propanol. Mix at 1500 rpm for 20 minutes with an overhead stirrer, such as
the one in Figure 4.5.
2. Next add, 11 g of isooctane (2,2,4-trimethylpentane) to the beaker and mix at 1250 rpm for
30 minutes.
The conductive ink made by Rosset et al. [83] uses 16 g of isooctane instead of 11 g of isooctane.
Different amounts of isooctane were empirically tested, and it was determined that 11 g of isooctane
had the best result for spraying the electrode onto the film.
Figure 4.6 shows the 3D printed end pieces of the DEA, which are used for attaching the film
to the arm. Each end of the film has 2 of the end pieces clamped onto the film and they are held
together with 2 nuts and 2 screws. The third hole is used to attach the DEA to the arm. Figure
4.7 shows the 3D printed mask to cover the edges of the dielectric film when spraying the electrode
onto it. The mask also serves as a frame during spraying by keeping the film stretched. The ends
each have a slot for the end pieces and holes at the end that are large enough to fit the screw heads
and nuts being used to clamp the end pieces together. The open area is a 4.2 cm by 14.6 cm area
where the dielectric film will be sprayed by the electrode. There was a small wall added between
the end piece slots and the open inside area so that the electrode would not go to the very edge of
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Figure 4.5: Overhead stirrer used to mix the electrode mixture.
the end piece. The part of the film that is at the edge of the end pieces could be slightly thinner
from the clamping end pieces so adding a space between the end pieces and where the electrode
goes on will help avoid dielectric breakdown.
Once the conductive ink had been prepared, it needed to be sprayed on to the dielectric film.
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Figure 4.6: DEA end piece that is used to attach the DEA to the arm.
The process for preparing the dielectric film and spraying the electrode onto it is as follows:
1. A strip of film that is 52 mm by 165 mm is cut from the roll using a box cutter and a square
tool to run the knife along. Originally, scissors were used to cut the strip but it was found
that the cuts were not perfectly straight, which would likely affect the performance of the
DEA. The end pieces were placed in the slots in the mask parts.
2. The protective layer on one side of the dielectric film was removed. The dielectric film was
then placed on top of one of the masks with the end pieces in it. The protective layer on the
other side of the dielectric film was then carefully removed.
3. The other mask with end pieces was placed on top of the film. The mask and end pieces
were then screwed together as shown in Figure 4.8. The holes in the mask were not used
because the dielectric film would have been touching the edge of the screws, which might have
damaged the film. Attaching the screws at the side such as in Figure 4.8 worked perfectly
for holding the masks together. Also, the screws on the distal end of the arm were changed
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Figure 4.7: DEA mask for when the electrode is sprayed on the film.
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Figure 4.8: Dielectric film in the frame.
to plastic, so that that end would be lighter.
4. The conductive ink will be sprayed onto the film using an air brush. The conductive ink put
in a small bottle with a lid that attaches to the air brush and an air supply was connected
to the air brush. The dielectric film in between the mask was held inside a plastic bin inside
a fumehood and the airbrush was used to spray the conductive ink on to the dielectric film.
The air brush was held roughly 120 mm away from the film while spraying. The conductive
ink was sprayed over the film until it was fully covered in the ink. Most of the dielectric film
only had one pass of the conductive ink sprayed onto it. The DEA constructed is shown in
Figure 4.9.
5. After both sides of the dielectric film were covered in the conductive ink, the DEA was left
in the fumehood for 16 to 20 hours for the conductive ink to dry.
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Figure 4.9: Electrode sprayed onto film in the frame.
4.5 Dielectric Elastomer Actuator Evaluation
An experiment was conducted to characterize dielectric elastomer actuators fabricated using the
method shown in Section 4.4, so that their performance can be compared to the requirements of a
wrist rehabilitation device and to the performance of a DC motor as presented in Chapter 3. The
details are shown in the following sections.
4.5.1 Methods
The DEAs were fabricated as shown in Section 4.4 and were then tested within 48 hours. It has
not been determined if there are any negative effects due to aging of the electrode, but it is possible
that the graphite particles may detach from the film over time. To test the DEAs, both ends were
attached onto the arm as shown in Figure 4.10 so that it would remain stretched when the frame
was removed. The frame was then carefully removed from the DEA. Next, the weight was attached
to the free end of the DEA with fishing line. The fishing line was routed over a metal pin and a
weight was hung from the end of the arm as shown in Figure 4.11.
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Figure 4.10: DEA when it is first attached to the arm and the frame is removed.
Figure 4.11: The weight that is attached to the DEA.
To characterize the DEA, it was necessary to measure the voltage across the DEA, the current
from the power supply, the initial position of the DEA, and the actuated positions of the DEA at
various voltage levels with different weights attached. The voltage across the DEA was measured
using a multimeter with a voltage divider as explained in Section 4.2. The current from the power
supply was recorded as displayed by the power supply.
In order to measure the DEA positions, a ruler was placed 2 cm below the DEA. As the
DEA moved, video was recorded using an 8 megapixel digital camera with 1920×1080 resolution
at 30 frames per second that was fixed to the lid of the box, approximately 17 cm above the
DEA, pointing down towards the DEA. The video was then downloaded onto a computer and
screenshots were taken using VLC Media Player before actuation and after the actuator settled.
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For each screen shot, the distance traveled was measured using ImageJ (National Institute of
Health, Bethesda, MD). The change in length of the DEA was determined through filming the
actuation because other available sensors would have affected the performance of the DEA. The
Aurora electromagnetic tracking system that was used in Section 3.6.1 was not used because there
is a risk of damage from the high voltage. This high voltage may have affected the readings. There
will be some error due to parallax, which should be considered when reviewing the results.
Once the DEA was mounted and the weight attached to the free end, the rod holding the free
end was removed and the DEA was slowly stretched to a resting position with the weight pulling
on it. The lid was placed on the box, the recording would start, and then the power was turned on
starting at 1000 V. Once the DEA settled, the power was turned off and the filming was stopped.
Once the DEA was fully discharged, the lid was removed and the DEA was moved back to its
starting position. This process was repeated, incrementing the voltage by 200 V up to 2200 V.
Once 2200 V was reached, the DEA was moved back to the position with the rod holding the free
end in place and the weight was increased by 10 g with a starting weight of 45 g. The process
of recording from 1000 V to 2200 V was then repeated. The weight would then be increased by
another 10 g and this would be repeated until the DEA was stretched too far to move on the arm,
or until it broke. This process was used for the first 5 DEAs. Starting at DEA number 6 for the
remainder of the DEAs, the DEA would start at 1000 V and go up to 2000 V in increments of
200 V without discharging. The maximum voltage was decreased because 2200 V was getting too
close to the breakdown voltage, which was causing the DEAs to break. The results of the trial are
presented in the following section.
4.5.2 Results
To measure the movement in ImageJ, an initial measurement of pixels per inch needed to be
determined. This was accomplished by loading the screenshot of the starting position and drawing
a line that was 1 inch along the ruler, as shown in Figure 4.12. Next, a line is drawn along the
left side of the ruler from the edge of the DEA end piece to the 4 inch marking on the ruler. This
measurement was used to calculate the 0 V position. The screenshot after 1000 V was supplied
is then loaded into ImageJ. The line from the previous screenshot would then be on the new
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Figure 4.12: Procedure for determining the scale for pixels to inches in ImageJ.
screenshot. Assuming that the camera did not move at all during recording, the end of the line
that was on the edge of the DEA end piece in the starting position screenshot would mark the
starting position on the 1000 V screenshot. The end of the line that was at the 4 inch line before
was then moved to where the DEA end piece was in the 1000 V screenshot as shown in Figure
4.13. The length of the line was then used with the previously measured scale to calculate the
distance the DEA moved in inches. This process was repeated for each voltage. The strain was
calculated from this using the distance between the end pieces while the film is unstretched as the
original length.
The change in length and the voltage was measured for each DEA, and the strain and stress
in the DEAs were calculated and recorded. Only four of the DEAs, out of twelve, performed as
required. The other eight DEAs failed during actuation with the 45 g mass. The strain values
for the DEAs that failed are shown in Table 4.1. Unavailable values indicate that the DEA failed
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(a) ImageJ measurement start point.
(b) ImageJ measurement end point.
Figure 4.13: Measuring positions with ImageJ.
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Voltage (V) DEA #2 DEA #3 DEA #4 DEA #5 DEA #7 DEA #8 DEA #10 DEA #12
0 0.36 0.36 0.39 0.38 0.36 0.36 0.36 —
1000 0.38 0.36 0.40 0.39 0.37 0.37 0.36 —
1200 0.38 0.39 0.41 0.40 0.39 0.39 0.37 —
1400 0.40 0.40 0.42 0.41 — 0.41 0.39 —
1600 0.41 0.41 0.45 0.44 — 0.42 0.39 —
1800 0.43 0.45 0.47 — — 0.45 0.41 —
2000 0.52 — — — — — — —
2200 — — — — — — — —
Table 4.1: Strain values for DEA’s that did not perform as required at 45 g. Unavailable values
indicate that the DEA broke before data could be gathered at that voltage.
DEA #1 DEA #6 DEA #9 DEA #11
l0 117.1 mm 130.6 mm 130.0 mm 116.6 mm
Table 4.2: Unstretched lengths of each working DEA.
before data could be recorded at that voltage.
Each DEA had a different unstretched length due to variations when fabricating the DEAs.
The starting length for each DEA that performed as required is displayed in Table 4.2.
DEA #1
DEA #1 was actuated from 1000 V to 2200 V in increments of 200 V. It was actuated with
a mass of 45 g up to 95 g hanging from the edge. The data for 95 g was not included in the
analysis, as the DEA was being stretched too close to the end of the arm at 95 g, which affected
Commanded
Voltage (V)
45 g 55 g 65 g 75 g 85 g
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
0 0.57 0.34 0.70 0.45 0.82 0.56 0.97 0.71 1.07 0.84
1000 0.59 0.34 0.72 0.45 0.84 0.57 0.97 0.71 1.10 0.86
1200 0.60 0.34 0.72 0.45 0.83 0.57 0.98 0.71 1.11 0.86
1400 0.61 0.34 0.74 0.45 0.86 0.58 0.99 0.71 1.12 0.86
1600 0.62 0.35 0.78 0.47 0.89 0.59 1.00 0.72 1.13 0.87
1800 0.65 0.35 0.79 0.47 0.93 0.60 1.05 0.74 1.13 0.87
2000 0.67 0.36 0.82 0.48 0.94 0.60 1.07 0.74 1.13 0.87
2200 0.73 0.37 0.84 0.48 0.96 0.61 1.09 0.75 1.16 0.88
Table 4.3: Stress and strain values of DEA 1.
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Commanded
Voltage (V)
45 g 55 g 65 g 75 g
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
0 0.56 0.33 0.69 0.44 0.87 0.58 0.92 0.69
1000 0.57 0.34 0.72 0.45 0.88 0.58 0.93 0.69
1200 0.58 0.34 0.73 0.45 0.89 0.59 0.95 0.70
1400 0.60 0.34 0.76 0.46 0.91 0.59 0.96 0.70
1600 0.63 0.35 0.78 0.47 0.93 0.60 0.98 0.71
1800 0.66 0.35 0.80 0.47 0.96 0.61 1.00 0.72
2000 0.69 0.36 0.83 0.48 0.97 0.61 1.01 0.72
2200 0.73 0.37 — — — — — —
Table 4.4: Stress and strain values of DEA 6.
Commanded
Voltage (V)
45 g 55 g 65 g 75 g
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
0 0.56 0.33 0.71 0.45 0.85 0.57 0.99 0.71
1000 0.57 0.34 0.71 0.45 0.87 0.58 0.99 0.71
1200 0.58 0.34 0.72 0.45 0.88 0.58 1.02 0.73
1400 0.60 0.34 0.74 0.46 0.89 0.59 1.03 0.73
1600 0.61 0.34 0.76 0.46 0.93 0.60 1.03 0.73
1800 0.65 0.35 0.78 0.47 0.94 0.60 1.04 0.73
2000 0.66 0.35 0.81 0.47 0.95 0.61 1.05 0.74
Table 4.5: Stress and strain values of DEA 9.
Commanded
Voltage (V)
45 g 55 g 75 g 85 g 95 g
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
Strain
Stress
(MPa)
0 0.56 0.33 0.73 0.45 0.97 0.71 1.15 0.88 1.26 1.03
1000 0.58 0.34 0.74 0.46 1.00 0.72 1.16 0.88 1.26 1.03
1200 0.59 0.34 0.75 0.46 1.00 0.72 1.17 0.88 1.27 1.03
1400 0.60 0.34 0.75 0.46 1.04 0.73 1.19 0.89 1.29 1.04
1600 0.63 0.35 0.77 0.46 1.06 0.74 1.20 0.89 1.31 1.05
1800 0.67 0.36 0.79 0.47 1.09 0.75 1.21 0.90 1.32 1.06
2000 0.69 0.36 0.82 0.48 1.10 0.75 1.23 0.91 1.33 1.06
Table 4.6: Stress and strain values of DEA 11.
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45 g 55 g 65 g 75 g 85 g 95 g
Increase in
strain
Increase in
strain
Increase in
strain
Increase in
strain
Increase in
strain
Increase in
strain
DEA #1 0.10 0.12 0.11 0.10 0.06 –
DEA #6 0.13 0.13 0.10 0.09 – –
DEA #9 0.09 0.09 0.10 0.06 – –
DEA #11 0.13 0.09 – 0.12 0.07 0.07
Table 4.7: Increase in strain from 0 V to 2000 V for each DEA at each mass.
45 g 55 g 65 g 75 g 85 g 95 g
Increase in
stress (kPa)
Increase in
stress (kPa)
Increase in
stress (kPa)
Increase in
stress (kPa)
Increase in
stress (kPa)
Increase in
stress (kPa)
DEA #1 22 32 36 36 24 –
DEA #6 29 36 32 34 – –
DEA #9 21 26 31 22 – –
DEA #11 28 23 – 46 30 33
Table 4.8: Increase in stress from 0 V to 2000 V for each DEA at each mass.
the measurements. The strain and stress for each mass and voltage were recorded and are shown
in Table 4.3. Figure 4.14 shows the plot of voltage vs. strain for DEA 1.
Figure 4.14: Voltage vs. strain for DEA 1.
DEA #6
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DEA #6 was actuated from 1000 V to 2000 V in increments of 200 V. It was actuated with a
mass of 45 g up to 75 g hanging from the edge. At 85 g the DEA was stretched too close to the
edge of the arm. The strain and stress for each mass and voltage were recorded and are shown in
Table 4.4. Figure 4.15 shows the plot of voltage vs. strain for DEA 6.
Figure 4.15: Voltage vs. strain for DEA 6.
DEA #9
DEA #9 was actuated from 1000 V to 2000 V in increments of 200 V. It was actuated with a
mass of 45 g up to 75 g hanging from the edge. At 85 g the DEA was stretched too close to the
edge of the arm. The strain and stress for each mass and voltage were recorded and are shown in
Table 4.5. Figure 4.16 shows the plot of voltage vs. strain for DEA 9.
DEA #11
DEA #11 was actuated from 1000 V to 2000 V in increments of 200 V. It was actuated with
a mass of 45 g up to 95 g hanging from the edge. The recording at 65 g had no movement from
1200 V to 2000 V, and therefore, that recording was removed from the analysis. The strain and
stress for each mass and voltage were recorded and are shown in Table 4.6. Figure 4.17 shows the
plot of voltage vs. strain for DEA #11.
The increase in strain and stress for DEA #1, DEA #6, DEA #9, and DEA #11 at each mass
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Figure 4.16: Voltage vs. strain for DEA 9.
Figure 4.17: Voltage vs. strain for DEA 11.
when supplying 0 V to 2000 V were shown in Tables 4.7 and 4.8.
The strain in the width direction is affected by the strain in the length direction and the
voltage. To analyze this relationship, Figure 4.18 shows the strain in the length direction against
the stretch ratio in the width direction for DEA #9 with 0 V. Figure 4.19 plots the voltage against
the stretch ratio in the width direction for DEA #9 with a 65 g weight. The DEA and weight
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Figure 4.18: Strain in the length direction vs. the stretch ratio in the width direction with 45 g to
75 g and 0 V applied from DEA 9. The equation is used when relating λ1 with λ2.
was chosen arbitrarily. The width stretch ratio for both scenarios was measured using ImageJ.
A line of best fit was plotted along with the data points and the corresponding equations were
determined. These can later be used to relate the width stretch ratio with the strain in the length
direction and the voltage applied.
4.5.3 Discussion
In this experiment, 8 out of the 12 DEAs broke during testing at 45 g. The cause of failure was
not apparent for all cases, except for one of the failing DEAs. DEA #10 failed due to dielectric
breakdown as shown in Figure 4.20. Dielectric breakdown occurs when the electric field exceeds
the dielectric strength of the dielectric film, which causes a conductive path to form between the
electrodes and the discharge will burn through the dielectric film creating a small hole similar to
the one shown in Figure 4.21. The dielectric film likely has impurities at some locations, which
means that dielectric breakdown can happen at those locations with an electric field that is lower
than the dielectric strength. All of the DEAs that broke, except for DEA #10, tore along the
width of the DEA. The cause of failure for those DEAs was not evident but it was likely due to
dielectric breakdown creating a hole in the dielectric film and the tension from the weight causing
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Figure 4.19: Voltage vs. the stretch ratio in the width direction with a 65 g weight for DEA 9.
The equation is used when relating λ1 with λ2.
the film to tear across it. Dielectric breakdown being the most likely cause of failure for the DEAs
was one of the reasons that the maximum voltage applied during the experiment was reduced from
2200 V to 2000 V.
The other reason that the max voltage was reduced to 2000 V was because there was wrinkling
in the film at 2200 V as shown in Figure 4.22. When a DEA is actuated, the Maxwell stress
reduces the tension in the width direction. Once the force from the Maxwell stress overcomes the
tension in the film, it causes it to wrinkle, which can lead to failure. One possible improvement
for future DEAs would be to find a way to keep the sides of the films held stretched out at a fixed
width. This would increase the amount of voltage applied before wrinkling occurs, and it would
also simplify modeling of the DEA if the width was kept constant.
The DEAs that performed as required behaved similarly during actuation, as shown in Figures
4.14–4.17. Based on these results, it is now possible to compare the performance of the DEAs to
that of the DC motors for a wrist rehabilitation exoskeleton based on the force and stroke of the
actuators.
The DEAs only actuated with a load of up to 0.931 N, because the DEA was stretched all the
way across the arm at higher loads. The dielectric films has a tensile strength of 6 MPa and the
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Figure 4.20: Dielectric breakdown of DEA #10. The red circle shows the point of electric break-
down while it is occurring.
highest stress recorded in the film was 1.066 MPa in DEA #11 at 2000 V, so in theory it should
still be capable of applying higher loads. If the DEA is attached to the hand in the same way the
DC motors are attached in Chapter 3, they would need to provide 9.7 N of force. This means that
at least 11 DEAs would need to be layered in order to provide the required force, assuming that
attaching the DEAs in parallel increases the force linearly.
The stroke of the DEA was measured by the strain in the DEA and ranged from 6.01–13.73%
increase in strain during actuation. The highest increase in strain was from DEA #6, which was
equal to a stroke of 17.93 mm. If the DEA were attached to the hand in the same way that the
DC motor was attached in Chapter 3, this would result in a range of 45◦ for flexion–extension.
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Figure 4.21: Result of dielectric breakdown in a DEA. The red circle shows the damage from
dielectric breakdown.
4.5 Dielectric Elastomer Actuator Evaluation 82
Figure 4.22: Loss of tension in the DEA.
The range of the motion of the motors in Chapter 3 was only 90◦ for flexion–extension but that
was due to the test setup, not due to the motors.
An advantage that the DEAs have over the DC motor is that the DC motor has a mass of
185 g, and one DEA has a mass of 20.86 g, but the film and electrode only account for 0.1 g.
Increasing the number of layers of the film and electrode can be done with the mass of the system
only increasing a small amount.
One DEA, as designed in this chapter, is not capable of providing the force and range of motion
for a wrist rehabilitation exoskeleton, but increasing the number of DEAs might be able to achieve
the required force and range of motion. The DEAs may be capable of actuating joints with smaller
requirements, such as the fingers, or those that allow a larger DEA surface area, such as a posture
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correction device placed on the back of the user. It is also likely that the actuation performance
of the DEAs could be improved by adjusting the configuration of the DEA, or using a different
dielectric film. For future optimization of DEA design, it was desired to obtain a mathematical
relationship between the variables involved in actuation. This characterization is presented in the
following section.
4.6 DEA Characterization
Working from the data gathered in Section 4.5, it was possible to model the actuation of the DEAs
using the equations described in Section 4.1. A third order Ogden model was chosen to describe the
strain energy density because the material parameters can be determined from just experimental
data and is a commonly used model for DEAs [65]. Equation 4.15 is used for describing the
electromechanical model of the DEAs, where
σ3 = 0, (4.16)
σ2 =
P2
w1t1
, (4.17)
and Equations 4.7, 4.8, and 4.10 can be subbed into equation 4.17 to get
σ2 =
λ2P2
w0t0
. (4.18)
∂Ws
∂λ2
=
3∑
i=1
µi
αi
(αiλ
αi−1
2 −
αi
λ1λ22(λ1λ2)
αi−1 ) (4.19)
λ2P2
w0t0
+ βη0r(
λ1λ2V
t0
)2 =
λ2∂Ws(λ1λ2)
∂λ2
, (4.20)
where β is the percentage of the area of the film that is covered by the electrode, and η is the
efficiency of the actuator. Equation 4.15 assumes that the electrode is covering the total area of
the film, whereas the DEAs developed in this chapter only have the electrode covering 79% of the
film’s area. The difference is significant enough that it needs to be included in the model. When
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deriving Equation 4.15, the length and width of the electrode is implemented as a percentage of
the length and width of the film. This results in the Maxwell stress term in Equation 4.15 changing
linearly with the percentage of the area of the film covered in the electrode.
The actuator was only found to have an efficiency of approximately 70%, therefore it is included
in the model shown by the variable η. The efficiency was determined using the equation:
η =
wm
we
(4.21)
where wm is the generated mechanical work per unit of volume, and we is the electric charging
work per unit of volume. The mechanical work per unit of volume is solved by the equation:
wm =
∫ x1
x0
P2dx
l0w0t0
(4.22)
where x0 is the length of the DEA before voltage is applied and x1 is the length of the DEA when
voltage is applied to the DEA. The electric charging work per unit of volume is described by the
equation:
we =
1
2
C
Ae
V 2
t0
(4.23)
where C is the capacitance of the DEA, and Ae is the area of the electrode [61]. Using the above
equations with values recorded from the experiment, the efficiency of the DEA was determined to
be approximately 70%.
To implement Equation 4.20, the material parameters µ1, µ2, µ3, α1, α2, and α3 needed to be
determined. This was done using the fmincon function in MATLAB with the stress, strain, and
voltage values from DEA #11, because it had data from a wider range of weights. The function
uses Equation 4.20 with the strain and voltage from the DEA #11 experiment to solve for the
stress in the P2 direction of the film and finds the material parameters that produce the smallest
error between the calculated stress and the measured stress. Running the fmincon function in
MATLAB gave the material parameters in Table 4.9. These material parameters gave a RMS
error of 9.88 kPa, which is 2.93% of the minimum stress experienced by DEA #11. The strain
vs. voltage calculated from the model was plotted together with the strain vs. voltage data points
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Material Parameters Value
µ1 61.36 kPa
µ2 1.20 MPa
µ3 1.20 MPa
α1 3.312
α2 0.2682
α3 -0.1631
η 70 %
Table 4.9: Ogden material parameters and determined from the mathematical optimization and
efficiency of the actuator.
Figure 4.23: Strain vs. voltage that resulted from the Ogden model (solid lines) and the recorded
data points (circles) from DEAs #1, #6, #9, and #11.
that were recorded from the working DEAs, as shown in Figure 4.23. The model using the
parameters in Table 4.9 works well for describing DEA #11 for all the masses. The other 3 DEAs
are close to the model for the lower masses but show an increase in error as the mass increases.
This indicates that each DEA may need to be calibrated when first developed, but that the Ogden
model, and the method outlined above, provides a solid foundation for this calibration to take
place.
4.7 Conclusion
Chapter 4 showed the fabrication, testing, modeling, and analysis of dielectric elastomer actuators
for a wearable wrist rehabilitation exoskeleton. The DEAs that were created were only tested with
a hanging mass of up to 95 g, which equates to a force of 0.932 N. Based on the results from the
experiment in Section 4.5, one DEA, as designed in this chapter, is not fully capable of providing
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actuation for a wrist rehabilitation exoskeleton. The mass of 1 DEA is 20.9 g, but nearly all the
mass is due to the parts used to attach it to the arm. The force can be increased by adding
additional layers of the silicone film and electrode with only a small increase to the mass of the
actuator. For future analysis, the characterization process for DEAs was developed and presented
herein. This will allow optimizing the design of future DEAs for other applications.
Chapter 5
Conclusions and Future Work
The work presented in this thesis was aimed at comparing the performance between DC motors
and dielectric actuators for actuating a wearable wrist exoskeleton for rehabilitation. A literature
review was performed to show that the state of the art wrist rehabilitation exoskeletons are too
heavy and too bulky to be portable. Nearly all of the devices that have been presented in the
literature use DC motors for actuation, which do not have a high power to weight ratio. Smart
material actuators—more specifically DEAs— are a possible alternative to DC motors for actuation
in a wearable wrist exoskeleton, in order to reduce weight and size.
A simple model of the forearm, wrist, and hand was designed to be used for testing DC
motors and DEAs. DC motors were tested with the arm for assisting with wrist flexion–extension
and ulnar–radial deviation. The kinematics and dynamics for the arm, which included elbow
flexion–extension, forearm pronation–supination, wrist flexion–extension, and wrist ulnar–radial
deviation, were found. Using the kinematics and dynamics of the arm, an inverse dynamics
controller was designed. A sensing system using two 9 DOF IMUs was developed to be used
with the DC motors. The accuracy of the IMUs was tested using the Aurora electromagnetic
tracking system. The sensing system had an average RMS error of 2.23◦ for the pitch of the wrist,
3.99◦ for the yaw of the wrist, and 2.90◦ for the pronation–supination of the arm. The motor
setup was tested with two differently weighted hands by having it control flexion–extension by
itself, ulnar–radial deviation by itself, flexion–extension with manual forearm pronation–supination
movement, ulnar–radial deviation with manual forearm pronation–supination movement, flexion–
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extension and ulnar–radial deviation together, and flexion–extension with ulnar–radial deviation
during manual forearm pronation–supination. The average RMS error for flexion–extension in all
motions ranged from 1.06◦ to 1.81◦ and the average RMS error for ulnar–radial deviation ranged
from 0.83◦ to 2.10◦.
Dielectric elastomer actuators were then designed to determine if these would be a suitable
actuator for a wearable wrist exoskeleton. A conductive ink electrode was created and was sprayed
onto a dielectric film with an air brush to build the DEA. The DEAs were tested on the model
arm, with a weight hanging over the edge of the arm, to determine the capabilities of the actuator.
Four out of the 12 DEAs were able to perform as required. The remaining 8 DEAs failed during
testing with the 45 g weight. The largest increase in strain was 13% from DEA #6 and DEA #11
at 2000 V. The DEAs were tested with a load up to 0.931 N, because the DEA was stretched too
far across the arm at higher loads to continue testing. The highest stress in the film was 1.066
MPa and the film has a tensile strength of 6 MPa so theoretically it should be capable of higher
loads. Using the data from the experiment, an electromechanical model was developed for the
DEAs and was optimized for DEA #11. The model fit the data from DEA #11 but did not fit as
well to the data from the other DEAs.
The DEAs developed in this thesis were not capable of providing the force and range of motion
required for a wearable wrist exoskeleton, whereas the DC motors were able to actuate the wrist
joints with an inverse dynamics controller. There is still room for improvement with DEAs and
while the DEAs were not successful in this thesis, better configurations for DEAs or other areas
of rehabilitation can still be considered.
5.1 Contributions
The contributions of the work presented in this thesis can be summarized as follows:
1. The kinematic model and dynamic model of the arm from the elbow joint to the wrist joint
were created. The models were found to be accurate by successfully using the models in an
inverse dynamics controller that actuated the wrist joint. The controller was used with DC
motors being attached to the arm to mimic an exoskeleton on the arm. The system was
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commanded to track a sinusoidal input for flexion–extension by itself, ulnar–radial deviation
by itself, flexion–extension with manual forearm pronation–supination movement, ulnar–
radial deviation with manual forearm pronation–supination movement, flexion–extension and
ulnar–radial deviation together, and flexion–extension with ulnar–radial deviation during
manual forearm pronation–supination.
2. A sensing system using two IMUs was used to determine the positions of the four joints
in the models. The system was first calibrated using the Aurora electromagnetic tracking
system as a reference. Then the accuracy of this sensing system was measured by using the
Aurora. The sensing system had an average RMS error of 2.23◦ for the pitch of the wrist,
3.99◦ for the yaw of the wrist, and 2.90◦ for the pronation–supination of the arm.
3. A method for fabricating the DEAs using a silicone film that was purchased, and a graphite
mixture for the electrode was developed. The graphite mixture was based off of work done
by Rosset et al. [83], but small modifications to the procedure. A mask and end pieces were
designed in SolidWorks and 3D printed for holding the film stretched and covering the edges
of the film while spraying the electrode mixture onto the film using an air brush.
4. Uniaxial actuation testing was performed with the DEAs to characterize the actuator. The
results of the testing were then used to compare the DEAs with DC motors for use in a
wearable wrist exoskeleton in order to determine what is needed in the future to develop a
DEA-based exoskeleton.
5. An electromechanical model to relate the strain of the DEA with voltage was developed, and
optimized to be used for DEA #11 and compared the model to the behavior of the other
DEAs.
5.2 Future Work
While an initial comparison of DC motors with DEAs for actuating a wearable wrist exoskeleton
showed that DEAs will not be able to provide the same force and range of motion that a motor
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can, further work can still to be done to adapt DEA designs to rehabilitation exoskeletons. Some
possible modifications are presented below.
1. The DEA design used for this thesis was a simple actuator configuration for DEAs. More
complex configurations for DEAs such as the bow-tie configuration should be explored to try
and improve the range of motion and/or the force. Designing a novel DEA configuration to
be used for a wearable wrist exoskeleton could also be explored.
2. The model that was fitted to the recorded data needs to be improved. The testing only had
the DEA stretch to the length of the arm but it can have higher strain. More testing with
the DEAs should be done to get data at higher weights so the model can describe the DEA
for a higher range of strains.
3. Although the DEAs did not meet the actuation requirements for a wearable wrist exoskeleton,
there are other areas of rehabilitation that it may be suitable for. The DEAs might be better
suited for a rehabilitation device that is assisting with a smaller body part such as the fingers,
or they could be used for a back posture correction device because there is a larger area,
which allows for more and larger DEAs.
4. If the DEAs do get used for a device on the body, some method for isolating the high voltage
from the user will need to be found. Although the current used with the DEAs was very low,
the high voltage could be dangerous and hurt patients if the device is not properly isolated.
There should also be some research to determine if having a high voltage right next to the
body for prolonged periods would have negative effects on the body.
The purpose of this thesis was to determine another actuator to be used for a wearable wrist
exoskeleton that would reduce the size and weight of the device. This was accomplished by first
evaluating DC motors for a wrist rehabilitation exoskeleton to determine what is required from
DEAs. DEAs were then developed and tested to characterize the DEA, and an electromechanical
model was fitted to the results. Continued work in this direction could lead to lighter exoskeletons
for the wrist, and possibly for exoskeletons actuating other joints.
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Appendix A
Code Used
A.1 Matlab
A.1.1 Kinematics and Dynamics of the Arm
MATLAB code to calculate the kinematics and dynamics of the arm
98
syms q1 q2 q3 q4 d cm md m I1xx I1yy I1zz I2xx I2yy I2zz dq1 dq2 dq3 dq4 
%joint 1 is angle from elbow to wrist parallel to the ground. joint 2 is 
%qd1 is derivative of q1 
%  
q1=pi/3; q2=2*pi/3; q3=pi/4; q4=1;  
%q1=0; q2=pi/3; q3=0; q4=0;  
dq1=0.2; dq2=-0.2; dq3=0.1; dq4=0.25; 
dq=[dq1; dq2; dq3; dq4]; 
q=[q1;q2;q3;q4]; 
  
  
%the forearm rotation. joint 3 is wrist flexion extension. Joint 4 is wrist 
%radial ulnar deviation 
c1=cos(q1); c2=cos(q2); c3=cos(q3); c4=cos(q4); 
s1=sin(q1); s2=sin(q2); s3=sin(q3); s4=sin(q4); 
  
 d=0.3; cm=0.06; md=0.8; m=0.4; 
g=9.81; 
cm2=cm*cm; 
%Iarm=[(1/3)*md*d^2 0 0; 0 (1/3)*md*d^2 0; 0 0 0.5*md*0.03^2]; %rough value 
%Ihand=[0.002804064 0 0; 0 0.000142025 0; 0 0 0.002818129]; 
I1xx=(1/3)*md*d^2; I1yy=(1/3)*md*d^2; I1zz=0.5*md*0.03^2; 
I2xx=0.002804064; I2yy=0.000142025; I2zz=0.002818129; 
Iarm=diag([I1xx; I1yy; I1zz]); 
Ihand=diag([I2xx; I2yy; I2zz]); 
  
  
T01=transfrmmtx(0, 0, 90, q1); 
T12=transfrmmtx(0, d, -90, q2); 
T23=transfrmmtx(0, 0, 90, q3); 
T34=transfrmmtx(cm, 0, 0, q4); 
  
T02=T01*T12; 
T03=T02*T23; 
T04=T03*T34; 
%T14=T12*T23*T34; 
  
  
R1=T01(1:3,1:3); 
R2=T02(1:3,1:3); 
R3=T03(1:3,1:3); 
R4=T04(1:3,1:3); 
  
%R14=T14(1:3,1:3); 
  
z0=[0;0;1]; 
z1=T01(1:3,3); 
z2=T02(1:3,3); 
z3=T03(1:3,3); 
O0=[0;0;0]; 
O1=T01(1:3,4); 
O2=T02(1:3,4); 
O3=T03(1:3,4); 
O4=T04(1:3,4); 
  
%not needed right now 
Jv1=cross(z0, O4); 
Jv2=cross(z1, O4-O1); 
Jv3=cross(z2, O4-O2); 
Jv4=cross(z3,O4-O3); 
Jv=[Jv1 Jv2 Jv3 Jv4]; 
Jw=[z0 z1 z2 z3]; 
JJ=[Jv; Jw]; 
  
%dynamics part 
%Jvv1=0; 
Jvv2=[cross(z0,O2)/2 cross(z1, O2)/2 [0;0;0] [0;0;0]]; %I divided the first 
column by 2 so it would be the distance to center of mass 
%Jvv3=[cross(z0, O3) cross(z1,O3) cross(z2,O3-O2) [0;0;0]]; 
Jvv4=[cross(z0, O4) cross(z1,O4-O1) cross(z2, O4-O2) cross(z3,O4-O3)]; %end 
effector location is chosen at the center of mass of the hand 
  
Kv=md*(Jvv2.'*Jvv2)+m*(Jvv4.'*Jvv4); %I'm assuming that m1 and m3 would be 0 
because there is no link between 1 and 2, and 3 and 4 
  
  
Jww1=[0 0 0 0; 0 0 0 0; 1 0 0 0]; 
Jww2=[z0 z1 [0;0;0] [0;0;0]]; 
Jww3=[z0 z1 z2 [0;0;0]]; 
Jww4=[z0 z1 z2 z3]; 
  
Kw=Jww2.'*R2*Iarm*R2.'*Jww2+Jww4.'*R4*Ihand*R4.'*Jww4; %no I for joints 1 and  
  
  
M=Kw+Kv; 
 
P2=md*g*0.5*d*s1; 
% P4=m*g*(d*c1+cm*c4*(c1*sin(-q3+pi/2)-s1*c2*cos(-q3+pi/2))-cm*s1*s2*s4); 
%P4=m*g*(d*sin(q1) + cm*cos(q4)*(sin(q1)*sin(q3) + cos(q1)*cos(q2)*cos(q3)) - 
cm*cos(q1)*sin(q2)*sin(q4)); 
P4=m*g*(d*sin(q1) - cm*cos(q4)*(sin(q1)*sin(q3) - cos(q1)*cos(q2)*cos(q3)) - 
cm*cos(q1)*sin(q2)*sin(q4)); 
P=P2+P4; 
GG1=gradient(P,q1); 
GG2=gradient(P,q2); 
GG3=gradient(P,q3); 
GG4=gradient(P,q4); 
GG=[GG1; GG2; GG3; GG4]; 
 
 
D(1, 1, 1)=-2*d*d*m*c1*s1-
0.5*d*d*md*c1*s1+d*d*m*sin(2*q1)+0.25*d*d*md*sin(2*q1)-
2*cm2*m*c1*s1*s3*s3*c4*c4-
2*cm2*m*c1*s1*s2*s2*s4*s4+cm2*m*sin(2*q1)*s3*s3*c4*c4+cm2*m*sin(2*q1)*s2*s2*s
4*s4-2*cm2*m*c1*s1*c2*c2*c3*c3*c4*c4+cm2*m*sin(2*q1)*c2*c2*c3*c3*c3*c4*c4-
4*cm*d*m*c1*s1*s3*c4+2*cm*d*m*sin(2*q1)*s3*c4-
4*cm2*m*c1*s1*c2*s2*c3*c4*s4+2*cm2*m*sin(2*q1)*c2*s2*c3*c4*s4; 
D(1, 1, 2)=-2*I1zz*c2*s2+I1xx*sin(2*q2)-2*I2yy*c2*s2*c4*c4-
2*I2xx*c2*s2*s4*s4+I2zz*sin(2*q2)*s3*s3+I2xx*sin(2*q2)*c3*c3*c4*c4+I2yy*sin(2
*q2)*c3*c3*s4*s4+cm2*m*c1*c1*sin(2*q2)*s4*s4+cm2*m*s1*s1*sin(2*q2)*s4*s4-
2*cm2*m*c1*c1*c2*s2*c3*c3*c4*c4-2*cm2*m*s1*s1*c2*s2*c3*c3*c4*c4-
2*I2xx*cos(2*q2)*c3*c4*s4+2*I2yy*cos(2*q2)*c3*c4*s4+2*cm2*m*c1*c1*cos(2*q2)*c
3*c4*s4+2*cm2*m*s1*s1*cos(2*q2)*c3*c4*s4; 
D(1, 1, 3)=I2zz*s2*s2*sin(2*q3)-2*I2xx*s2*s2*c3*s3*c4*c4-
2*I2yy*s2*s2*s3*c3*s4*s4+cm2*m*c1*c1*sin(2*q3)*c4*c4+cm2*m*s1*s1*sin(2*q3)*c4
*c4-2*cm2*m*c1*c1*c2*c2*c3*s3*c4*c4-
2*cm2*m*s1*s1*c2*c2*c3*s3*c4*c4+2*cm*d*m*c1*c1*c3*c4+2*cm*d*m*s1*s1*c3*c4+2*I
2xx*c2*s2*s3*c4*s4-2*I2yy*c2*s2*s3*c4*s4-2*cm2*c1*c1*c2*s2*s3*c4*s4-
2*cm2*m*s1*s1*s2*c2*s3*s4*c4; 
D(1, 1, 4)=-2*I2yy*c2*c2*c4*s4+I2xx*c2*c2*sin(2*q4)-
2*I2xx*s2*s2*c3*c3*c4*s4+I2yy*s2*s2*c3*c3*sin(2*q4)-
2*cm2*m*c1*c1*s3*s3*c4*s4+cm2*m*c1*c1*s2*s2*sin(2*q4)-
2*cm2*m*s1*s1*s3*s3*c4*s4+cm2*m*s1*s1*s2*s2*sin(2*q4)-
2*cm2*m*c1*c1*c2*c2*c3*c3*c4*s4-2*cm2*m*s1*s1*c2*c2*c3*c3*c4*s4-
2*cm*d*m*c1*c1*s3*s4-2*cm*d*m*s1*s1*s3*s4-
2*I2xx*c2*s2*c3*cos(2*q4)+2*I2yy*c2*s2*c3*cos(2*q4)+2*cm2*m*c1*c1*c2*s2*c3*co
s(2*q4)+2*cm2*m*s1*s1*c2*s2*c3*cos(2*q4); 
  
D(1,2,1)=0; 
D(1,2,2)=I2yy*c2*c3*s3-I2zz*c2*c3*s3+I2xx*s2*s3*s4*c4-I2yy*s2*s3*s4*c4-
cm*d*m*s2*s4+I2xx*c2*c3*s3*c4*c4-I2yy*c2*c3*s3*c4*c4-cm2*m*s2*s3*s4*c4-
cm*d*m*c2*c3*c4-cm2*m*c2*c3*s3*c4*c4; 
D(1,2,3)=I2yy*s2*cos(2*q3)-I2zz*s2*cos(2*q3)-
I2xx*c2*c3*c4*s4+I2yy*c2*c3*c4*s4+I2xx*s2*cos(2*q3)*c4*c4-
I2yy*s2*cos(2*q3)*c4*c4+cm2*m*c2*c3*c4*s4+cm*d*m*s2*s3*c4-
cm2*m*s2*cos(2*q3)*c4*c4; 
D(1,2,4)=-I2xx*c2*s3*cos(2*q4)+I2yy*c2*s3*cos(2*q4)+cm*d*m*c2*c4-
2*I2xx*s2*c3*s3*s4*c4+2*I2yy*s2*s3*c3*s4*c4+cm2*m*c2*s3*cos(2*q4)+cm*d*m*s2*c
3*s4+2*cm2*m*s2*s3*c3*c4*s4; 
  
D(1,3,1)=0; 
D(1,3,2)=-
I2xx*s2*c4*c4+I2xx*s2+I2yy*s2*c4*c4+cm2*m*s2*c4*c4+I2xx*c2*c3*c4*s4-
I2yy*c2*c3*c4*s4-cm2*m*c2*c3*c4*s4+cm*d*m*s2*s3*c4; 
D(1,3,3)=-I2xx*s2*s3*s4*c4+I2yy*s2*s3*s4*c4+cm2*m*s2*s3*s4*c4-
cm*d*m*c2*c3*c4; 
D(1,3,4)=-
2*I2xx*c2*c4*s4+2*I2yy*c2*c4*s4+2*cm2*m*c2*c4*s4+I2xx*s2*c3*cos(2*q4)-
I2yy*s2*c3*cos(2*q4)-cm2*m*s2*c3*cos(2*q4)+cm*d*m*c2*s3*s4; 
  
D(1,4,1)=0; 
D(1,4,2)=I2zz*c2*s3+cm2*m*c2*s3+cm*d*m*c2*c4+cm*d*m*s2*c3*s4; 
D(1,4,3)=I2zz*s2*c3+cm2*m*s2*c3+cm*d*m*c2*s3*s4; 
D(1,4,4)=-cm*d*m*s2*s4-cm*d*m*c2*c3*c4; 
  
D(2,1,1)=0; 
D(2,1,2)=-I2yy*c2*c3*s3-I2zz*c2*c3*s3+I2xx*s2*s3*s4*c4-I2yy*s2*s3*s4*c4-
cm*d*m*s2*s4+I2xx*c2*c3*s3*c4*c4-I2yy*c2*c3*s3*c4*c4-cm2*m*s2*s3*s4*c4-
cm*d*m*c2*c3*c4-cm2*m*c2*c3*s3*c4*c4; 
D(2,1,3)=I2yy*s2*cos(2*q3)-I2zz*s2*cos(2*q3)-
I2xx*c2*c3*c4*s4+I2yy*c2*c3*c4*s4+I2xx*s2*cos(2*q3)*c4*c4-
I2yy*s2*cos(2*q3)*c4*c4+cm2*m*c2*c3*c4*s4+cm*d*m*s2*s3*c4-
cm2*m*s2*cos(2*q3)*c4*c4; 
D(2,1,4)=-I2xx*c2*s3*cos(2*q4)+I2yy*c2*s3*cos(2*q4)+cm*d*m*c2*c4-
2*I2xx*s2*c3*s3*c4*s4+2*I2yy*s2*c3*s3*c4*s4+cm2*m*c2*s3*cos(2*q4)+cm*d*m*s2*c
3*s4+2*cm2*m*s2*s3*c3*s4*c4; 
  
D(2,2,1)=0; 
D(2,2,2)=0; 
D(2,2,3)=0.5*I2xx*sin(2*q3)+0.5*I2yy*sin(2*q3)-I2zz*sin(2*q3)-
0.5*cm2*m*sin(2*q3)+0.5*I2xx*sin(2*q3)*cos(2*q4); 
D(2,2,4)=-
0.5*I2xx*sin(2*q4)+0.5*I2yy*sin(2*q4)+0.5*cm2*m*sin(2*q4)+0.5*I2xx*cos(2*q3)*
sin(2*q4)-0.5*I2yy*cos(2*q3)*sin(2*q4)-0.5*cm2*m*cos(2*q3)*sin(2*q4); 
  
D(2,3,1)=0; 
D(2,3,2)=0; 
D(2,3,3)=-c3*c4*s4*(m*cm2-I2xx+I2yy); 
D(2,3,4)=-s3*(cos(2*q4))*(m*cm2-I2xx+I2yy); 
  
D(2,4,1)=0; D(2,4,2)=0; D(2,4,4)=0; 
D(2,4,3)=s3*(m*cm2+I2zz); 
  
D(3,1,1)=cm2*m*(-sin(2*q1)*c2*c3*c3*c4*c4+2*s1*c1*c2*s3*s3*c4*c4-
sin(2*q1)*c2*s3*s3*c4*c4+2*c1*s1*c2*c3*c3*c4*c4+2*c1*s1*s2*c3*c4*s4-
sin(2*q1)*s2*c3*c4*s4)+cm*d*m*(2*c1*s1*c2*s3*c4-sin(2*q1)*c2*s3*c4); 
D(3,1,2)=I2xx*c2*c3*c4*s4+I2xx*s2*s4*s4+I2yy*s2*c4*c4-
I2yy*c2*c3*c4*s4+cm2*m*(s1*s1*s2*c3*c3*c4*c4+c1*c1*s2*s3*s3*c4*c4+s1*s1*s2*s3
*s3*c4*c4+c1*c1*s2*c3*c3*c4*c4-c1*c1*c2*c3*c4*s4-
s1*s1*c2*c3*c4*s4)+cm*d*m*(c1*c1*s2*s3*c4+s1*s1*s2*s3*c4); 
D(3,1,3)=-I2xx*s2*s3*c4*s4+I2yy*s2*s3*s4*c4+cm2*m*(2*s1*s1*c2*c3*s3*c4*c4-
c1*c1*c2*sin(2*q3)*c4*c4-
s1*s1*c2*sin(2*q3)*c4*c4+2*c1*c1*c2*c3*s3*c4*c4+c1*c1*s2*s3*c4*s4+s1*s1*s2*s3
*c4*s4)+cm*d*m*(-c1*c1*c2*c3*c4-s1*s1*c2*c3*c4); 
D(3,1,4)=I2xx*s2*c3*cos(2*q4)-I2xx*c2*sin(2*q4)+2*I2yy*c2*c4*s4-
I2yy*s2*c3*cos(2*q4)+cm2*m*(2*s1*s1*c2*c3*c3*c4*s4+2*c1*c1*c2*s3*s3*c4*s4+2*s
1*s1*c2*s3*s3*c4*s4+2*c1*c1*c2*c3*c3*c4*s4-c1*c1*s2*c3*cos(2*q4)-
s1*s1*s2*c3*cos(2*q4))+cm*d*m*(c1*c1*c2*s3*s4+s1*s1*c2*s3*s4); 
  
D(3,2,1)=0; D(3,2,2)=0; 
D(3,2,3)=-c3*c4*s4*(m*cm2-I2xx+I2yy); 
D(3,2,4)=-(cos(2*q4))*s3*(m*cm2-I2xx+I2yy); 
  
D(3,3,1)=0; D(3,3,2)=0; D(3,3,3)=0; 
D(3,3,4)=2*c4*s4*(I2xx-I2yy-cm2*m); 
  
D(3,4,1)=0; D(3,4,2)=0; D(3,4,3)=0; D(3,4,4)=0; 
  
D(4,1,1)=0; 
D(4,1,2)=I2zz*c2*s3+cm2*m*c2*s3+cm*d*m*c4*c2+cm*d*m*s2*c3*s4; 
D(4,1,3)=I2zz*s2*c3+cm2*m*s2*c3+cm*d*m*c2*s3*s4; 
D(4,1,4)=-cm*d*m*s2*s4-cm*d*m*c2*c3*c4; 
  
D(4,2,1)=0; D(4,2,2)=0; D(4,2,4)=0; 
D(4,2,3)=s3*(m*cm2+I2zz); 
  
D(4,3,1)=0; D(4,3,2)=0; D(4,3,3)=0; D(4,3,4)=0; 
  
D(4,4,1)=0; D(4,4,2)=0; D(4,4,3)=0; D(4,4,4)=0; 
  
  
for i=1:4 
    for j=1:4 
        for k=1:4 
            c(i,j,k)=0.5*(gradient(M(k,j),q(i))+gradient(M(k,i),q(j))-
gradient(M(i,j),q(k))); 
        end 
    end 
end 
C=sym(diag([0;0;0;0])); 
for k=1:4 
    for j=1:4 
        C(k,j)=c(1, j,k)*dq(1)+c(2, j,k)*dq(2)+c(3, j,k)*dq(3)+c(4, 
j,k)*dq(4); 
    end 
end 
 
 
A.1 Matlab 104
Inertia matrix terms
D(1,1)=I_{2xx}(c_2s_4 + c_3c_4s_2)^2 + I_{2yy}(c_2c_4 - c_3s_2s_4)^2 + (d^2md)/4 + 
I_{1zz}c_2^2 - m(c_m^2c_2^2 - c_m^2 - d^2 - c_m^2c_2^2c_4^2 + c_m^2c_3^2c_4^2 - 
c_m^2c_2^2c_3^2c_4^2 + 2c_mdc_4s_3 + 2c_m^2c_2c_3c_4s_2s_4) + I_{1xx}s_2^2 + 
I_{2zz}s_2^2s_3^2 
D(1,2)=I_{2zz}c_3s_2s_3 - I_{2yy}c_3s_2s_3 - I_{2xx}c_2c_4s_3s_4 + I_{2yy}c_2c_4s_3s_4 
- c_mdmc_2s_4 - I_{2xx}c_3c_4^2s_2s_3 + I_{2yy}c_3c_4^2s_2s_3 + c_m^2mc_2c_4s_3s_4 - 
c_mdmc_3c_4s_2 + c_m^2mc_3c_4^2s_2s_3 
D(1,3)=I_{2xx}c_2 - I_{2xx}c_2c_4^2 + I_{2yy}c_2c_4^2 + c_m^2mc_2c_4^2 + 
I_{2xx}c_3c_4s_2s_4 - I_{2yy}c_3c_4s_2s_4 - c_m^2mc_3c_4s_2s_4 - c_mdmc_2c_4s_3 
D(1,4)=I_{2zz}s_2s_3 + c_m^2ms_2s_3 - c_mdmc_4s_2 - c_mdmc_2c_3s_4 
D(2,1)=I_{2zz}c_3s_2s_3 - I_{2yy}c_3s_2s_3 - I_{2xx}c_2c_4s_3s_4 + I_{2yy}c_2c_4s_3s_4 
- c_mdmc_2s_4 - I_{2xx}c_3c_4^2s_2s_3 + I_{2yy}c_3c_4^2s_2s_3 + c_m^2mc_2c_4s_3s_4 - 
c_mdmc_3c_4s_2 + c_m^2mc_3c_4^2s_2s_3 
D(2,2)=I_{2xx}/4 + I_{1yy} + I_{2yy}/4 + I_{2zz}/2 + (3c_m^2m)/4 - (I_{2xx}cos(2q3))/4 + 
(I_{2xx}cos(2q4))/4 - (I_{2yy}cos(2q3))/4 - (I_{2yy}cos(2q4))/4 + (I_{2zz}cos(2q3))/2 - 
(I_{2xx}cos(2q3)cos(2q4))/4 + (I_{2yy}cos(2q3)cos(2q4))/4 + (c_m^2mcos(2q3))/4 - 
(c_m^2mcos(2q4))/4 + (c_m^2mcos(2q3)cos(2q4))/4 
D(2,3)=c_4s_3s_4(mc_m^2 - I_{2xx} + I_{2yy}) 
D(2,4)=c_3(mc_m^2 + I_{2zz}) 
D(3,1)=I_{2yy}c_4(c_2c_4 - c_3s_2s_4) + I_{2xx}s_4(c_2s_4 + c_3c_4s_2) - 
c_mmc_4(dc_2s_3 - c_mc_2c_4 + c_mc_3s_2s_4) 
D(3,2)=c_4s_3s_4(mc_m^2 - I_{2xx} + I_{2yy}) 
D(3,3)=I_{2yy} + c_m^2m + I_{2xx}s_4^2 - I_{2yy}s_4^2 - c_m^2ms_4^2 
D(3,4)=0$\\ 
D(4,1)=I_{2zz}s_2s_3 + c_m^2ms_2s_3 - c_mdmc_4s_2 - c_mdmc_2c_3s_4 
D(4,2)=c_3(mc_m^2 + I_{2zz}) 
D(4,3)=0$ 
D(4,4)=mc_m^2 + I_{2zz} 
A.1 Matlab 106
Coriolis and centrifugal terms
C(1,1)=dq4*(cm*m*(d*sin(q3)*sin(q4) + cm*cos(q2)*cos(q3)*sin(q2) - 
cm*cos(q2)^2*cos(q4)*sin(q4) + cm*cos(q3)^2*cos(q4)*sin(q4) - 
2*cm*cos(q2)*cos(q3)*cos(q4)^2*sin(q2) - 
cm*cos(q2)^2*cos(q3)^2*cos(q4)*sin(q4)) + I2xx*(cos(q2)*sin(q4) + 
cos(q3)*cos(q4)*sin(q2))*(cos(q2)*cos(q4) - cos(q3)*sin(q2)*sin(q4)) - 
I2yy*(cos(q2)*sin(q4) + cos(q3)*cos(q4)*sin(q2))*(cos(q2)*cos(q4) - 
cos(q3)*sin(q2)*sin(q4))) - dq3*(cm*m*cos(q4)*(d*cos(q3) - 
cm*cos(q3)*cos(q4)*sin(q3) - cm*cos(q2)*sin(q2)*sin(q3)*sin(q4) + 
cm*cos(q2)^2*cos(q3)*cos(q4)*sin(q3)) - I2zz*cos(q3)*sin(q2)^2*sin(q3) + 
I2xx*cos(q4)*sin(q2)*sin(q3)*(cos(q2)*sin(q4) + cos(q3)*cos(q4)*sin(q2)) - 
I2yy*sin(q2)*sin(q3)*sin(q4)*(cos(q2)*cos(q4) - cos(q3)*sin(q2)*sin(q4))) - 
dq2*((I1zz*sin(2*q2))/2 - (I1xx*sin(2*q2))/2 + I2xx*(cos(q2)*sin(q4) + 
cos(q3)*cos(q4)*sin(q2))*(sin(q2)*sin(q4) - cos(q2)*cos(q3)*cos(q4)) + 
I2yy*(cos(q4)*sin(q2) + cos(q2)*cos(q3)*sin(q4))*(cos(q2)*cos(q4) - 
cos(q3)*sin(q2)*sin(q4)) + cm^2*m*(cos(q2)*cos(q4)^2*sin(q2) - 
cos(q2)*sin(q2) - cos(q3)*cos(q4)*sin(q4) + 
2*cos(q2)^2*cos(q3)*cos(q4)*sin(q4) + cos(q2)*cos(q3)^2*cos(q4)^2*sin(q2)) - 
I2zz*cos(q2)*sin(q2)*sin(q3)^2); 
C(2,1)=(I2xx*dq1*sin(2*q2))/8 - (I1xx*dq1*sin(2*q2))/2 + 
(I2yy*dq1*sin(2*q2))/8 + (I1zz*dq1*sin(2*q2))/2 - (I2zz*dq1*sin(2*q2))/4 + 
(I2xx*dq3*sin(q2))/4 + (I2yy*dq3*sin(q2))/4 - (I2xx*dq3*cos(2*q3)*sin(q2))/4 
- (I2xx*dq3*cos(2*q4)*sin(q2))/4 - (I2yy*dq3*cos(2*q3)*sin(q2))/4 + 
(I2yy*dq3*cos(2*q4)*sin(q2))/4 + (I2zz*dq3*cos(2*q3)*sin(q2))/2 - 
(cm^2*dq1*m*sin(2*q2))/8 - (I2xx*dq1*cos(2*q3)*sin(2*q2))/8 - 
(3*I2xx*dq1*cos(2*q4)*sin(2*q2))/8 - (I2yy*dq1*cos(2*q3)*sin(2*q2))/8 + 
(3*I2yy*dq1*cos(2*q4)*sin(2*q2))/8 + (I2zz*dq1*cos(2*q3)*sin(2*q2))/4 - 
(I2zz*dq4*cos(q2)*sin(q3))/2 + (cm^2*dq3*m*sin(q2))/4 + 
(cm^2*dq3*m*cos(2*q3)*sin(q2))/4 + (cm^2*dq3*m*cos(2*q4)*sin(q2))/4 - 
(I2xx*dq1*cos(2*q2)*sin(2*q4)*cos(q3))/2 - 
(I2xx*dq3*cos(2*q3)*cos(2*q4)*sin(q2))/4 + 
(I2yy*dq1*cos(2*q2)*sin(2*q4)*cos(q3))/2 + 
(I2yy*dq3*cos(2*q3)*cos(2*q4)*sin(q2))/4 + (cm^2*dq1*m*cos(2*q3)*sin(2*q2))/8 
+ (3*cm^2*dq1*m*cos(2*q4)*sin(2*q2))/8 + 
(I2xx*dq4*sin(2*q3)*sin(2*q4)*sin(q2))/4 - 
(I2yy*dq4*sin(2*q3)*sin(2*q4)*sin(q2))/4 - (cm^2*dq4*m*cos(q2)*sin(q3))/2 - 
(I2xx*dq1*cos(2*q3)*cos(2*q4)*sin(2*q2))/8 + 
(I2yy*dq1*cos(2*q3)*cos(2*q4)*sin(2*q2))/8 - 
(I2xx*dq3*sin(2*q4)*cos(q2)*cos(q3))/2 - 
(I2xx*dq4*cos(2*q4)*cos(q2)*sin(q3))/2 + 
(I2yy*dq3*sin(2*q4)*cos(q2)*cos(q3))/2 + 
(I2yy*dq4*cos(2*q4)*cos(q2)*sin(q3))/2 + 
(cm^2*dq1*m*cos(2*q2)*sin(2*q4)*cos(q3))/2 + 
(cm^2*dq3*m*cos(2*q3)*cos(2*q4)*sin(q2))/4 - 
(cm^2*dq4*m*sin(2*q3)*sin(2*q4)*sin(q2))/4 + 
(cm^2*dq1*m*cos(2*q3)*cos(2*q4)*sin(2*q2))/8 + 
(cm^2*dq3*m*sin(2*q4)*cos(q2)*cos(q3))/2 + 
(cm^2*dq4*m*cos(2*q4)*cos(q2)*sin(q3))/2; 
C(3,1)=(I2yy*dq1*sin(2*q3))/2 - (I2zz*dq1*sin(2*q3))/2 - (I2xx*dq2*sin(q2))/2 
- (I2yy*dq2*sin(q2))/2 + (I2zz*dq2*sin(q2))/2 + I2yy*dq2*cos(q3)^2*sin(q2) - 
I2zz*dq2*cos(q3)^2*sin(q2) - (I2xx*dq4*cos(q3)*sin(q2))/2 + 
(I2yy*dq4*cos(q3)*sin(q2))/2 - (I2zz*dq4*cos(q3)*sin(q2))/2 + 
I2xx*dq2*cos(q3)^2*cos(q4)^2*sin(q2) - I2yy*dq2*cos(q3)^2*cos(q4)^2*sin(q2) + 
I2xx*dq4*cos(q2)*cos(q4)*sin(q4) - I2yy*dq4*cos(q2)*cos(q4)*sin(q4) + 
I2xx*dq1*cos(q3)*cos(q4)^2*sin(q3) + I2xx*dq4*cos(q3)*cos(q4)^2*sin(q2) - 
I2yy*dq1*cos(q2)^2*cos(q3)*sin(q3) - I2yy*dq1*cos(q3)*cos(q4)^2*sin(q3) - 
I2yy*dq4*cos(q3)*cos(q4)^2*sin(q2) + I2zz*dq1*cos(q2)^2*cos(q3)*sin(q3) - 
I2xx*dq1*cos(q2)^2*cos(q3)*cos(q4)^2*sin(q3) + 
I2yy*dq1*cos(q2)^2*cos(q3)*cos(q4)^2*sin(q3) - 
cm^2*dq2*m*cos(q3)^2*cos(q4)^2*sin(q2) + 
I2xx*dq2*cos(q2)*cos(q3)*cos(q4)*sin(q4) - 
I2yy*dq2*cos(q2)*cos(q3)*cos(q4)*sin(q4) - cm^2*dq4*m*cos(q2)*cos(q4)*sin(q4) 
+ cm*d*dq1*m*cos(q3)*cos(q4) - cm^2*dq1*m*cos(q3)*cos(q4)^2*sin(q3) - 
cm^2*dq4*m*cos(q3)*cos(q4)^2*sin(q2) + 
cm^2*dq1*m*cos(q2)^2*cos(q3)*cos(q4)^2*sin(q3) - 
cm^2*dq2*m*cos(q2)*cos(q3)*cos(q4)*sin(q4) + 
I2xx*dq1*cos(q2)*cos(q4)*sin(q2)*sin(q3)*sin(q4) - 
I2yy*dq1*cos(q2)*cos(q4)*sin(q2)*sin(q3)*sin(q4) - 
cm^2*dq1*m*cos(q2)*cos(q4)*sin(q2)*sin(q3)*sin(q4); 
C(4,1)=(I2yy*dq1*sin(2*q4))/8 - (I2xx*dq1*sin(2*q4))/8 - 
(I2xx*dq3*sin(2*q4)*cos(q2))/2 + (I2yy*dq3*sin(2*q4)*cos(q2))/2 + 
(cm^2*dq1*m*sin(2*q4))/8 - (3*I2xx*dq1*cos(2*q2)*sin(2*q4))/8 + 
(I2xx*dq1*cos(2*q3)*sin(2*q4))/8 + (3*I2yy*dq1*cos(2*q2)*sin(2*q4))/8 - 
(I2yy*dq1*cos(2*q3)*sin(2*q4))/8 + (I2zz*dq2*cos(q2)*sin(q3))/2 + 
(I2zz*dq3*cos(q3)*sin(q2))/2 + (cm^2*dq3*m*sin(2*q4)*cos(q2))/2 - 
(I2xx*dq1*cos(2*q4)*sin(2*q2)*cos(q3))/2 + 
(I2yy*dq1*cos(2*q4)*sin(2*q2)*cos(q3))/2 + 
(3*cm^2*dq1*m*cos(2*q2)*sin(2*q4))/8 - (cm^2*dq1*m*cos(2*q3)*sin(2*q4))/8 - 
(I2xx*dq2*sin(2*q3)*sin(2*q4)*sin(q2))/4 + 
(I2yy*dq2*sin(2*q3)*sin(2*q4)*sin(q2))/4 + (cm^2*dq2*m*cos(q2)*sin(q3))/2 + 
(cm^2*dq3*m*cos(q3)*sin(q2))/2 - (I2xx*dq1*cos(2*q2)*cos(2*q3)*sin(2*q4))/8 + 
(I2yy*dq1*cos(2*q2)*cos(2*q3)*sin(2*q4))/8 + 
(I2xx*dq2*cos(2*q4)*cos(q2)*sin(q3))/2 - 
(I2xx*dq3*cos(2*q4)*cos(q3)*sin(q2))/2 - 
(I2yy*dq2*cos(2*q4)*cos(q2)*sin(q3))/2 + 
(I2yy*dq3*cos(2*q4)*cos(q3)*sin(q2))/2 + 
(cm^2*dq1*m*cos(2*q4)*sin(2*q2)*cos(q3))/2 + 
(cm^2*dq2*m*sin(2*q3)*sin(2*q4)*sin(q2))/4 + 
(cm^2*dq1*m*cos(2*q2)*cos(2*q3)*sin(2*q4))/8 - cm*d*dq1*m*sin(q3)*sin(q4) - 
(cm^2*dq2*m*cos(2*q4)*cos(q2)*sin(q3))/2 + 
(cm^2*dq3*m*cos(2*q4)*cos(q3)*sin(q2))/2; 
C(1,2)=(I1xx*dq1*sin(2*q2))/2 - (I2xx*dq1*sin(2*q2))/8 - 
(I2yy*dq1*sin(2*q2))/8 - (I1zz*dq1*sin(2*q2))/2 + (I2zz*dq1*sin(2*q2))/4 - 
(I2xx*dq3*sin(q2))/4 - (I2yy*dq3*sin(q2))/4 - (I2xx*dq2*sin(2*q3)*cos(q2))/4 
- (I2xx*dq3*cos(2*q3)*sin(q2))/4 + (I2xx*dq3*cos(2*q4)*sin(q2))/4 - 
(I2yy*dq2*sin(2*q3)*cos(q2))/4 - (I2yy*dq3*cos(2*q3)*sin(q2))/4 - 
(I2yy*dq3*cos(2*q4)*sin(q2))/4 + (I2zz*dq2*sin(2*q3)*cos(q2))/2 + 
(I2zz*dq3*cos(2*q3)*sin(q2))/2 + (cm^2*dq1*m*sin(2*q2))/8 + 
(I2xx*dq1*cos(2*q3)*sin(2*q2))/8 + (3*I2xx*dq1*cos(2*q4)*sin(2*q2))/8 + 
(I2yy*dq1*cos(2*q3)*sin(2*q2))/8 - (3*I2yy*dq1*cos(2*q4)*sin(2*q2))/8 - 
(I2zz*dq1*cos(2*q3)*sin(2*q2))/4 + (I2zz*dq4*cos(q2)*sin(q3))/2 - 
(cm^2*dq3*m*sin(q2))/4 + (cm^2*dq2*m*sin(2*q3)*cos(q2))/4 + 
(cm^2*dq3*m*cos(2*q3)*sin(q2))/4 - (cm^2*dq3*m*cos(2*q4)*sin(q2))/4 + 
(I2xx*dq2*sin(2*q4)*sin(q2)*sin(q3))/2 - 
(I2yy*dq2*sin(2*q4)*sin(q2)*sin(q3))/2 + 
(I2xx*dq1*cos(2*q2)*sin(2*q4)*cos(q3))/2 - 
(I2xx*dq2*cos(2*q4)*sin(2*q3)*cos(q2))/4 - 
(I2xx*dq3*cos(2*q3)*cos(2*q4)*sin(q2))/4 - 
(I2yy*dq1*cos(2*q2)*sin(2*q4)*cos(q3))/2 + 
(I2yy*dq2*cos(2*q4)*sin(2*q3)*cos(q2))/4 + 
(I2yy*dq3*cos(2*q3)*cos(2*q4)*sin(q2))/4 - (cm^2*dq1*m*cos(2*q3)*sin(2*q2))/8 
- (3*cm^2*dq1*m*cos(2*q4)*sin(2*q2))/8 + 
(I2xx*dq4*sin(2*q3)*sin(2*q4)*sin(q2))/4 - 
(I2yy*dq4*sin(2*q3)*sin(2*q4)*sin(q2))/4 + (cm^2*dq4*m*cos(q2)*sin(q3))/2 + 
(I2xx*dq1*cos(2*q3)*cos(2*q4)*sin(2*q2))/8 - 
(I2yy*dq1*cos(2*q3)*cos(2*q4)*sin(2*q2))/8 - 
(I2xx*dq4*cos(2*q4)*cos(q2)*sin(q3))/2 + 
(I2yy*dq4*cos(2*q4)*cos(q2)*sin(q3))/2 - 
(cm^2*dq2*m*sin(2*q4)*sin(q2)*sin(q3))/2 - 
(cm^2*dq1*m*cos(2*q2)*sin(2*q4)*cos(q3))/2 + 
(cm^2*dq2*m*cos(2*q4)*sin(2*q3)*cos(q2))/4 + 
(cm^2*dq3*m*cos(2*q3)*cos(2*q4)*sin(q2))/4 - 
(cm^2*dq4*m*sin(2*q3)*sin(2*q4)*sin(q2))/4 - 
(cm^2*dq1*m*cos(2*q3)*cos(2*q4)*sin(2*q2))/8 - cm*d*dq4*m*cos(q2)*cos(q4) + 
cm*d*dq2*m*sin(q2)*sin(q4) + (cm^2*dq4*m*cos(2*q4)*cos(q2)*sin(q3))/2 - 
cm*d*dq2*m*cos(q2)*cos(q3)*cos(q4) + cm*d*dq3*m*cos(q4)*sin(q2)*sin(q3) + 
cm*d*dq4*m*cos(q3)*sin(q2)*sin(q4); 
C(2,2)=(I2xx*dq3*sin(2*q3))/4 - (I2xx*dq4*sin(2*q4))/4 + 
(I2yy*dq3*sin(2*q3))/4 + (I2yy*dq4*sin(2*q4))/4 - (I2zz*dq3*sin(2*q3))/2 - 
(cm^2*dq3*m*sin(2*q3))/4 + (cm^2*dq4*m*sin(2*q4))/4 + 
(I2xx*dq3*cos(2*q4)*sin(2*q3))/4 + (I2xx*dq4*cos(2*q3)*sin(2*q4))/4 - 
(I2yy*dq3*cos(2*q4)*sin(2*q3))/4 - (I2yy*dq4*cos(2*q3)*sin(2*q4))/4 - 
(cm^2*dq3*m*cos(2*q4)*sin(2*q3))/4 - (cm^2*dq4*m*cos(2*q3)*sin(2*q4))/4; 
C(3,2)=(I2zz*dq2*sin(2*q3))/2 - (I2yy*dq2*sin(2*q3))/4 - 
(I2xx*dq2*sin(2*q3))/4 - (I2xx*dq1*sin(q2))/2 - (I2yy*dq1*sin(q2))/2 + 
(I2zz*dq1*sin(q2))/2 + (I2zz*dq4*sin(q3))/2 - (I2xx*dq4*cos(2*q4)*sin(q3))/2 
+ (I2yy*dq4*cos(2*q4)*sin(q3))/2 + (I2xx*dq1*cos(q3)^2*sin(q2))/2 + 
(I2yy*dq1*cos(q3)^2*sin(q2))/2 - I2zz*dq1*cos(q3)^2*sin(q2) + 
(cm^2*dq2*m*sin(2*q3))/4 + (cm^2*dq4*m*sin(q3))/2 + 
(cm^2*dq4*m*cos(2*q4)*sin(q3))/2 - (cm^2*dq1*m*cos(q3)^2*sin(q2))/2 + 
(I2xx*dq1*cos(2*q4)*cos(q3)^2*sin(q2))/2 - 
(I2yy*dq1*cos(2*q4)*cos(q3)^2*sin(q2))/2 + 
(I2xx*dq1*sin(2*q4)*cos(q2)*cos(q3))/2 - 
(I2xx*dq2*cos(2*q4)*cos(q3)*sin(q3))/2 - 
(I2yy*dq1*sin(2*q4)*cos(q2)*cos(q3))/2 + 
(I2yy*dq2*cos(2*q4)*cos(q3)*sin(q3))/2 - 
(cm^2*dq1*m*cos(2*q4)*cos(q3)^2*sin(q2))/2 - 
(cm^2*dq1*m*sin(2*q4)*cos(q2)*cos(q3))/2 + 
(cm^2*dq2*m*cos(2*q4)*cos(q3)*sin(q3))/2; 
C(4,2)=(I2xx*dq2*sin(2*q4))/4 - (I2yy*dq2*sin(2*q4))/4 - (I2zz*dq3*sin(q3))/2 
+ (I2xx*dq3*cos(2*q4)*sin(q3))/2 - (I2yy*dq3*cos(2*q4)*sin(q3))/2 - 
(cm^2*dq2*m*sin(2*q4))/4 - (I2xx*dq2*cos(2*q3)*sin(2*q4))/4 + 
(I2yy*dq2*cos(2*q3)*sin(2*q4))/4 + (I2zz*dq1*cos(q2)*sin(q3))/2 - 
(cm^2*dq3*m*sin(q3))/2 - (cm^2*dq3*m*cos(2*q4)*sin(q3))/2 + 
(cm^2*dq2*m*cos(2*q3)*sin(2*q4))/4 - (I2xx*dq1*sin(2*q3)*sin(2*q4)*sin(q2))/4 
+ (I2yy*dq1*sin(2*q3)*sin(2*q4)*sin(q2))/4 + (cm^2*dq1*m*cos(q2)*sin(q3))/2 + 
(I2xx*dq1*cos(2*q4)*cos(q2)*sin(q3))/2 - 
(I2yy*dq1*cos(2*q4)*cos(q2)*sin(q3))/2 + 
(cm^2*dq1*m*sin(2*q3)*sin(2*q4)*sin(q2))/4 - 
(cm^2*dq1*m*cos(2*q4)*cos(q2)*sin(q3))/2; 
C(1,3)=(I2zz*dq1*sin(2*q3))/4 - (I2yy*dq1*sin(2*q3))/8 - 
(I2xx*dq1*sin(2*q3))/8 - (I2xx*dq2*sin(q2))/4 - (I2yy*dq2*sin(q2))/4 - 
(I2xx*dq2*cos(2*q3)*sin(q2))/4 + (I2xx*dq2*cos(2*q4)*sin(q2))/4 + 
(I2xx*dq4*sin(2*q4)*cos(q2))/2 - (I2yy*dq2*cos(2*q3)*sin(q2))/4 - 
(I2yy*dq2*cos(2*q4)*sin(q2))/4 - (I2yy*dq4*sin(2*q4)*cos(q2))/2 + 
(I2zz*dq2*cos(2*q3)*sin(q2))/2 + (cm^2*dq1*m*sin(2*q3))/8 + 
(I2xx*dq1*cos(2*q2)*sin(2*q3))/8 - (I2xx*dq1*cos(2*q4)*sin(2*q3))/8 + 
(I2yy*dq1*cos(2*q2)*sin(2*q3))/8 + (I2yy*dq1*cos(2*q4)*sin(2*q3))/8 - 
(I2zz*dq1*cos(2*q2)*sin(2*q3))/4 + (I2zz*dq4*cos(q3)*sin(q2))/2 - 
(cm^2*dq2*m*sin(q2))/4 + (cm^2*dq2*m*cos(2*q3)*sin(q2))/4 - 
(cm^2*dq2*m*cos(2*q4)*sin(q2))/4 - (cm^2*dq4*m*sin(2*q4)*cos(q2))/2 - 
(I2xx*dq3*sin(2*q4)*sin(q2)*sin(q3))/2 + 
(I2yy*dq3*sin(2*q4)*sin(q2)*sin(q3))/2 - 
(I2xx*dq2*cos(2*q3)*cos(2*q4)*sin(q2))/4 + 
(I2yy*dq2*cos(2*q3)*cos(2*q4)*sin(q2))/4 - (cm^2*dq1*m*cos(2*q2)*sin(2*q3))/8 
+ (cm^2*dq1*m*cos(2*q4)*sin(2*q3))/8 - 
(I2xx*dq1*sin(2*q2)*sin(2*q4)*sin(q3))/4 + 
(I2yy*dq1*sin(2*q2)*sin(2*q4)*sin(q3))/4 + (cm^2*dq4*m*cos(q3)*sin(q2))/2 + 
(I2xx*dq1*cos(2*q2)*cos(2*q4)*sin(2*q3))/8 - 
(I2yy*dq1*cos(2*q2)*cos(2*q4)*sin(2*q3))/8 + 
(I2xx*dq4*cos(2*q4)*cos(q3)*sin(q2))/2 - 
(I2yy*dq4*cos(2*q4)*cos(q3)*sin(q2))/2 + 
(cm^2*dq3*m*sin(2*q4)*sin(q2)*sin(q3))/2 + 
(cm^2*dq2*m*cos(2*q3)*cos(2*q4)*sin(q2))/4 + 
(cm^2*dq1*m*sin(2*q2)*sin(2*q4)*sin(q3))/4 - 
(cm^2*dq1*m*cos(2*q2)*cos(2*q4)*sin(2*q3))/8 - cm*d*dq1*m*cos(q3)*cos(q4) - 
(cm^2*dq4*m*cos(2*q4)*cos(q3)*sin(q2))/2 - cm*d*dq3*m*cos(q2)*cos(q3)*cos(q4) 
+ cm*d*dq2*m*cos(q4)*sin(q2)*sin(q3) + cm*d*dq4*m*cos(q2)*sin(q3)*sin(q4); 
C(2,3)=(I2xx*dq2*sin(2*q3))/4 + (I2yy*dq2*sin(2*q3))/4 - 
(I2zz*dq2*sin(2*q3))/2 + (I2xx*dq1*sin(q2))/2 + (I2yy*dq1*sin(q2))/2 - 
(I2zz*dq1*sin(q2))/2 - (I2zz*dq4*sin(q3))/2 - (I2xx*dq3*sin(2*q4)*cos(q3))/2 
- (I2xx*dq4*cos(2*q4)*sin(q3))/2 + (I2yy*dq3*sin(2*q4)*cos(q3))/2 + 
(I2yy*dq4*cos(2*q4)*sin(q3))/2 - (I2xx*dq1*cos(q3)^2*sin(q2))/2 - 
(I2yy*dq1*cos(q3)^2*sin(q2))/2 + I2zz*dq1*cos(q3)^2*sin(q2) - 
(cm^2*dq2*m*sin(2*q3))/4 - (cm^2*dq4*m*sin(q3))/2 + 
(cm^2*dq3*m*sin(2*q4)*cos(q3))/2 + (cm^2*dq4*m*cos(2*q4)*sin(q3))/2 + 
(cm^2*dq1*m*cos(q3)^2*sin(q2))/2 - (I2xx*dq1*cos(2*q4)*cos(q3)^2*sin(q2))/2 + 
(I2yy*dq1*cos(2*q4)*cos(q3)^2*sin(q2))/2 - 
(I2xx*dq1*sin(2*q4)*cos(q2)*cos(q3))/2 + 
(I2xx*dq2*cos(2*q4)*cos(q3)*sin(q3))/2 + 
(I2yy*dq1*sin(2*q4)*cos(q2)*cos(q3))/2 - 
(I2yy*dq2*cos(2*q4)*cos(q3)*sin(q3))/2 + 
(cm^2*dq1*m*cos(2*q4)*cos(q3)^2*sin(q2))/2 + 
(cm^2*dq1*m*sin(2*q4)*cos(q2)*cos(q3))/2 - 
(cm^2*dq2*m*cos(2*q4)*cos(q3)*sin(q3))/2; 
C(3,3)=-(dq4*sin(2*q4)*(m*cm^2 - I2xx + I2yy))/2; 
C(4,3)=(I2yy*dq3*sin(2*q4))/2 - (I2xx*dq3*sin(2*q4))/2 - (I2zz*dq2*sin(q3))/2 
- (I2xx*dq1*sin(2*q4)*cos(q2))/2 + (I2xx*dq2*cos(2*q4)*sin(q3))/2 + 
(I2yy*dq1*sin(2*q4)*cos(q2))/2 - (I2yy*dq2*cos(2*q4)*sin(q3))/2 + 
(cm^2*dq3*m*sin(2*q4))/2 + (I2zz*dq1*cos(q3)*sin(q2))/2 - 
(cm^2*dq2*m*sin(q3))/2 + (cm^2*dq1*m*sin(2*q4)*cos(q2))/2 - 
(cm^2*dq2*m*cos(2*q4)*sin(q3))/2 + (cm^2*dq1*m*cos(q3)*sin(q2))/2 - 
(I2xx*dq1*cos(2*q4)*cos(q3)*sin(q2))/2 + 
(I2yy*dq1*cos(2*q4)*cos(q3)*sin(q2))/2 + 
(cm^2*dq1*m*cos(2*q4)*cos(q3)*sin(q2))/2; 
C(1,4)=(I2xx*dq1*sin(2*q4))/8 - (I2yy*dq1*sin(2*q4))/8 + 
(I2xx*dq3*sin(2*q4)*cos(q2))/2 - (I2yy*dq3*sin(2*q4)*cos(q2))/2 - 
(cm^2*dq1*m*sin(2*q4))/8 + (3*I2xx*dq1*cos(2*q2)*sin(2*q4))/8 - 
(I2xx*dq1*cos(2*q3)*sin(2*q4))/8 - (3*I2yy*dq1*cos(2*q2)*sin(2*q4))/8 + 
(I2yy*dq1*cos(2*q3)*sin(2*q4))/8 + (I2zz*dq2*cos(q2)*sin(q3))/2 + 
(I2zz*dq3*cos(q3)*sin(q2))/2 - (cm^2*dq3*m*sin(2*q4)*cos(q2))/2 + 
(I2xx*dq1*cos(2*q4)*sin(2*q2)*cos(q3))/2 - 
(I2yy*dq1*cos(2*q4)*sin(2*q2)*cos(q3))/2 - 
(3*cm^2*dq1*m*cos(2*q2)*sin(2*q4))/8 + (cm^2*dq1*m*cos(2*q3)*sin(2*q4))/8 + 
(I2xx*dq2*sin(2*q3)*sin(2*q4)*sin(q2))/4 - 
(I2yy*dq2*sin(2*q3)*sin(2*q4)*sin(q2))/4 + (cm^2*dq2*m*cos(q2)*sin(q3))/2 + 
(cm^2*dq3*m*cos(q3)*sin(q2))/2 + (I2xx*dq1*cos(2*q2)*cos(2*q3)*sin(2*q4))/8 - 
(I2yy*dq1*cos(2*q2)*cos(2*q3)*sin(2*q4))/8 - 
(I2xx*dq2*cos(2*q4)*cos(q2)*sin(q3))/2 + 
(I2xx*dq3*cos(2*q4)*cos(q3)*sin(q2))/2 + 
(I2yy*dq2*cos(2*q4)*cos(q2)*sin(q3))/2 - 
(I2yy*dq3*cos(2*q4)*cos(q3)*sin(q2))/2 - 
(cm^2*dq1*m*cos(2*q4)*sin(2*q2)*cos(q3))/2 - 
(cm^2*dq2*m*sin(2*q3)*sin(2*q4)*sin(q2))/4 - 
(cm^2*dq1*m*cos(2*q2)*cos(2*q3)*sin(2*q4))/8 - cm*d*dq2*m*cos(q2)*cos(q4) + 
cm*d*dq1*m*sin(q3)*sin(q4) + cm*d*dq4*m*sin(q2)*sin(q4) + 
(cm^2*dq2*m*cos(2*q4)*cos(q2)*sin(q3))/2 - 
(cm^2*dq3*m*cos(2*q4)*cos(q3)*sin(q2))/2 - cm*d*dq4*m*cos(q2)*cos(q3)*cos(q4) 
+ cm*d*dq2*m*cos(q3)*sin(q2)*sin(q4) + cm*d*dq3*m*cos(q2)*sin(q3)*sin(q4); 
C(2,4)=(I2yy*dq2*sin(2*q4))/4 - (I2xx*dq2*sin(2*q4))/4 - (I2zz*dq3*sin(q3))/2 
- (I2xx*dq3*cos(2*q4)*sin(q3))/2 + (I2yy*dq3*cos(2*q4)*sin(q3))/2 + 
(cm^2*dq2*m*sin(2*q4))/4 + (I2xx*dq2*cos(2*q3)*sin(2*q4))/4 - 
(I2yy*dq2*cos(2*q3)*sin(2*q4))/4 - (I2zz*dq1*cos(q2)*sin(q3))/2 - 
(cm^2*dq3*m*sin(q3))/2 + (cm^2*dq3*m*cos(2*q4)*sin(q3))/2 - 
(cm^2*dq2*m*cos(2*q3)*sin(2*q4))/4 + (I2xx*dq1*sin(2*q3)*sin(2*q4)*sin(q2))/4 
- (I2yy*dq1*sin(2*q3)*sin(2*q4)*sin(q2))/4 - (cm^2*dq1*m*cos(q2)*sin(q3))/2 - 
(I2xx*dq1*cos(2*q4)*cos(q2)*sin(q3))/2 + 
(I2yy*dq1*cos(2*q4)*cos(q2)*sin(q3))/2 - 
(cm^2*dq1*m*sin(2*q3)*sin(2*q4)*sin(q2))/4 + 
(cm^2*dq1*m*cos(2*q4)*cos(q2)*sin(q3))/2; 
C(3,4)=(I2xx*dq3*sin(2*q4))/2 - (I2yy*dq3*sin(2*q4))/2 + (I2zz*dq2*sin(q3))/2 
+ (I2xx*dq1*sin(2*q4)*cos(q2))/2 - (I2xx*dq2*cos(2*q4)*sin(q3))/2 - 
(I2yy*dq1*sin(2*q4)*cos(q2))/2 + (I2yy*dq2*cos(2*q4)*sin(q3))/2 - 
(cm^2*dq3*m*sin(2*q4))/2 - (I2zz*dq1*cos(q3)*sin(q2))/2 + 
(cm^2*dq2*m*sin(q3))/2 - (cm^2*dq1*m*sin(2*q4)*cos(q2))/2 + 
(cm^2*dq2*m*cos(2*q4)*sin(q3))/2 - (cm^2*dq1*m*cos(q3)*sin(q2))/2 + 
(I2xx*dq1*cos(2*q4)*cos(q3)*sin(q2))/2 - 
(I2yy*dq1*cos(2*q4)*cos(q3)*sin(q2))/2 - 
(cm^2*dq1*m*cos(2*q4)*cos(q3)*sin(q2))/2; 
C(4,4)=0; 
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Gravitational matrix terms
G1=g*m*(d*cos(q1) - cm*cos(q4)*(cos(q1)*sin(q3) + cos(q2)*cos(q3)*sin(q1)) + 
cm*sin(q1)*sin(q2)*sin(q4)) + (d*g*md*cos(q1))/2; 
G2=-cm*g*m*cos(q1)*(cos(q2)*sin(q4) + cos(q3)*cos(q4)*sin(q2)); 
G3=-cm*g*m*cos(q4)*(cos(q3)*sin(q1) + cos(q1)*cos(q2)*sin(q3)); 
G4=g*m*(cm*sin(q4)*(sin(q1)*sin(q3) - cos(q1)*cos(q2)*cos(q3)) - 
cm*cos(q1)*cos(q4)*sin(q2)); 
 
 
A.1 Matlab 114
A.1.2 Dielectric Elastomer Actuator Modelling Code
ogdenfmincon.m
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global eap11strain 
global eap11stress 
global eap11volt 
global eap11widthstretch 
eap11strain=importdata('eap11strain.mat'); 
eap11stress=importdata('eap11stress.mat'); 
eap11volt=importdata('eap11volt.mat'); 
eap11widthstretch=importdata('eap11widthstretch.mat'); 
  
  
options = optimoptions('fmincon'); 
options.ConstraintTolerance=1e-12; 
options.StepTolerance=1e-15; 
options.MaxFunctionEvaluations=1e10; 
  
mu1=1e6;  
mu2=1e6; 
mu3=mu2; 
alpha1=10; alpha2= 10; alpha3=10; 
  
x0=[mu1, mu2,mu3, alpha1, alpha2,alpha3]; 
lb=0; ub=10000*x0; 
  
[x err]= fmincon(@ogdentest3rd, x0, [], [], [],[], lb, ub, []) 
 
A.1 Matlab 116
ogdentest.m
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%ogden 3rd order function 
[ogden]= ogdentest3rd(X)  
   
global eap11strain 
global eap11stress 
global eap11volt global 
eap11widthstretch  
    mu1=X(1); mu2=X(2); mu3=X(3);  
alpha1=X(4); alpha2=X(5); alpha3=X(6);  
     
stress=zeros(35,1); 
stress2=zeros(35,1); 
e0=8.85e-12; er=3; t0=40e-6;   
    for i=1:35         
lam2=eap11strain(i)+1;  
    V=eap11volt(i);  
   
lam1=eap11widthstretch(i);  
      dW2=((mu1*(alpha1*lam2^(alpha1 - 1) - 
(alpha1*(1/(lam1*lam2))^(alpha1 -  
1))/(lam1*lam2^2)))/alpha1)+((mu2*(alpha2*lam2^(alpha2 - 1) - 
(alpha2*(1/(lam1*lam2))^(alpha2 -  
1))/(lam1*lam2^2)))/alpha2)+((mu3*(alpha3*lam2^(alpha3 - 1) - 
(alpha3*(1/(lam1*lam2))^(alpha3 - 1))/(lam1*lam2^2)))/alpha3);  
    Ue=e0*er*0.79*0.7*(lam1*lam2*V/t0)^2;      
stress(i)=lam2*dW2-(Ue);      stress2(i)=0.017/(t0*0.048/lam2);  
      
end    
errr=stress-eap11stress*1.0625; ogden=rms(errr);  
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ogdenmodel.m
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%ogden model   
mu1=0.06136e6; 
mu2=1.2027e6; 
mu3=1.203e6; 
alpha1=3.312; 
alpha2=0.2682; 
alpha3=-0.1631;  
   
t0=40e-6; W=0.048; 
e0=8.85e-12; er=3; 
strain=[0:0.01:1.4]; 
m=0.0949533; 
g=9.81;    
F=m*g; 
Vs=zeros(141,1); for 
i=1:141          
lam2=strain(i)+1;  
         if(i==1)         
V=0;     elseif 
(Vs(i-1)<0)         
V=0;     else  
        V=real(Vs(i-1));  
             end %m=45 
if(m<0.045) lam1=3e-8*V^2-
2e-5*V+0.9007;  
%m=55 elseif(m<0.055)  
lam1=4e-8*V^2-2e-5*V+0.8667;  
%m=75 elseif(m<0.075)  
lam1=5e-8*V^2-2e-5*V+0.8395;  
%m=85 elseif(m<0.085)  
lam1=4e-8*V^2+9e-5*V+0.8014;  
%m=95 
else  
lam1=1e-8*V^2+2e-5*V+0.7915; end   dW2=((mu1*(alpha1*lam2^(alpha1 - 1) 
- (alpha1*(1/(lam1*lam2))^(alpha1 -  
1))/(lam1*lam2^2)))/alpha1)+((mu2*(alpha2*lam2^(alpha2 - 1) - 
(alpha2*(1/(lam1*lam2))^(alpha2 -  
1))/(lam1*lam2^2)))/alpha2)+((mu3*(alpha3*lam2^(alpha3 - 1) - 
(alpha3*(1/(lam1*lam2))^(alpha3 - 1))/(lam1*lam2^2)))/alpha3);  
     
    Vs(i)=(t0/(lam1*lam2*0.79*0.8))*sqrt((1/(e0*er))*(lam2*dW2- 
(lam2*F/(W*t0)))); end  
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B.1 Maxon EC-Max 22 Brushless DC Motor
m
ax
o
n 
E
C
 m
o
to
r
262
m
ax
o
n 
E
C
-m
ax
283837 283838 283839 283840 283841
6 12 18 24 36
11400 12100 12100 12100 12100
282 155 103 77.3 51.6
7230 8040 8250 8250 8210
10.5 10.2 10.9 10.8 10.6
2.41 1.25 0.88 0.657 0.432
30 31.3 35.4 35.1 34.1
6.23 3.47 2.6 1.94 1.25
63 63 65 65 65
0.963 3.46 6.93 12.4 28.7
0.0343 0.121 0.275 0.488 1.09
4.81 9.02 13.6 18.1 27.2
1990 1060 701 526 352
397 406 356 360 371
9.36 9.56 8.39 8.47 8.75
2.25 2.25 2.25 2.25 2.25
M 1:1
 13.5 K/W
 1.72 K/W
 1.69 s
 567 s
 -40…+100°C
 +155°C
   < 4 N 0 mm 
  > 4 N 0.14 mm
 3.5 N
 53 N 
  1400 N
 16 N
 1
 3
 83 g
ESCON Module 24/2 416
ESCON 36/3 EC 417 
ESCON Mod. 50/4 EC-S 417
ESCON Module 50/5 417
ESCON 50/5 418
DEC Module 24/2, 50/5 420
EPOS2 24/2, Module 36/2 424
EPOS2 24/5, 50/5 425
EPOS2 P 24/5 428
MAXPOS 50/5 435
  maxon EC motor April 2016 edition / subject to change
Stock program
Standard program
Special program (on request)
Part Numbers
Specifications Operating Range Comments
n [rpm] Continuous operation
In observation of above listed thermal resistance 
(lines 17 and 18) the maximum permissible wind-
ing temperature will be reached during continuous 
operation at 25°C ambient.
= Thermal limit.
Short term operation
The motor may be briefly overloaded (recurring).
Assigned power rating
maxon Modular System  Overview on page 20–27
EC-max 22  ∅22 mm, brushless, 12 Watt
Values at nominal voltage
1 Nominal voltage V
2 No load speed rpm
3 No load current mA
4 Nominal speed rpm
5 Nominal torque (max. continuous torque) mNm
6 Nominal current (max. continuous current) A
7 Stall torque mNm
8 Stall current A
9 Max. efficiency %
Characteristics
10 Terminal resistance phase to phase W
11 Terminal inductance phase to phase mH
12 Torque constant mNm/A
13 Speed constant rpm/V
14 Speed/torque gradient rpm/mNm
15 Mechanical time constant ms
16 Rotor inertia gcm2
Planetary Gearhead
∅22 mm
0.5 - 3.4 Nm
Page 332/333
Motor Data
 Thermal data
17 Thermal resistance housing-ambient 
18 Thermal resistance winding-housing 
19 Thermal time constant winding 
20 Thermal time constant motor 
21 Ambient temperature 
22 Max. winding temperature 
 Mechanical data (preloaded ball bearings)
23 Max. speed 18 000 rpm
24 Axial play at axial load   
25 Radial play  preloaded
26 Max. axial load (dynamic) 
27 Max. force for press fits (static) 
(static, shaft supported)  
28 Max. radial load, 5 mm from flange 
 Other specifications
29 Number of pole pairs 
30 Number of phases 
31 Weight of motor 
 Values listed in the table are nominal.
 Connection (Cable AWG 24)
 brown Motor winding 1 Pin 1
 red Motor winding 2 Pin 2
 orange Motor winding 3 Pin 3
 yellow VHall 3…24 VDC Pin 4
 green GND  Pin 5
 blue Hall sensor 1 Pin 6
 violet Hall sensor 2 Pin 7
 grey Hall sensor 3 Pin 8
 Wiring diagram for Hall sensors see p. 35
Koaxdrive
∅32 mm
1.0 - 4.5 Nm
Page 347
Spindle Drive
∅22 mm
Page 368/369
Recommended Electronics:
Notes Page 26
Encoder MR
128/256/512 CPT,
2/3 channels
Page 391
Brake AB 20
24 VDC
0.1 Nm
Page 444
Connector: 8-pol 2.5 mm 
part number 478387 
e.g. WCON WF2512-HXX
1607_EC_motor.indd   262 15.04.16   15:07
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B.2 LSM9DS1 9 DOF Data Sheet
This is information on a product in full production. 
March 2015 DocID025715 Rev 3 1/72
LSM9DS1
iNEMO inertial module:
3D accelerometer, 3D gyroscope, 3D magnetometer
Datasheet - production data
Features
• 3 acceleration channels, 3 angular rate 
channels, 3 magnetic field channels
• ±2/±4/±8/±16 g linear acceleration full scale
• ±4/±8/±12/±16 gauss magnetic full scale
• ±245/±500/±2000 dps angular rate full scale
• 16-bit data output
• SPI / I2C serial interfaces
• Analog supply voltage 1.9 V to 3.6 V
• “Always-on” eco power mode down to 1.9 mA
• Programmable interrupt generators 
• Embedded temperature sensor
• Embedded FIFO
• Position and motion detection functions
• Click/double-click recognition
• Intelligent power saving for handheld devices
• ECOPACK®, RoHS and “Green” compliant
Applications
• Indoor navigation
• Smart user interfaces
• Advanced gesture recognition
• Gaming and virtual reality input devices
• Display/map orientation and browsing
Description
The LSM9DS1 is a system-in-package featuring a 
3D digital linear acceleration sensor, a 3D digital 
angular rate sensor, and a 3D digital magnetic 
sensor.
The LSM9DS1 has a linear acceleration full scale 
of ±2g/±4g/±8/±16 g, a magnetic field full scale of 
±4/±8/±12/±16 gauss and an angular rate of 
±245/±500/±2000 dps. 
The LSM9DS1 includes an I2C serial bus 
interface supporting standard and fast mode 
(100 kHz and 400 kHz) and an SPI serial 
standard interface. 
Magnetic, accelerometer and gyroscope sensing 
can be enabled or set in power-down mode 
separately for smart power management.
The LSM9DS1 is available in a plastic land grid 
array package (LGA) and it is guaranteed to 
operate over an extended temperature range 
from -40 °C to +85 °C.
LGA-24L (3.5x3x1.0 mm) 
Table 1. Device summary
Part number Temperature range [°C] Package Packing
LSM9DS1 -40 to +85 LGA-24L Tray
LSM9DS1TR -40 to +85 LGA-24L Tape and reel
www.st.com
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